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FOREWORD 


This  report  summarizes  the  work  on  application  of  the  corona  discharge 
to  measurements  of.  density  and  velocity  transients  in  air  flow,  which  has 
been  carried  out  at  the  Rosemount  Aeronautical  Laboratories  of  the  Depart- 
ment of  Aeronautical  Engineering,  Institute  of  Technology,  University  of 
Minnesota.  Thus,  this  report  encompasses  our  earlier  reports  on  the  subject 
(References  1-4),  and  much  new  work  in  addition.  We  have  selected  the  most 
pertinent  data  from  our  previous  reports  and  included  it  in  this  report  so 
that  it  is  complete  in  itself.  Figure  captions  in  this  report  are  suffi- 
ciently detailed  to  provide  a brief  outline  of  much  of  the  work.  Since  it 
is  expected  that  this  material  will  be  of  interest  to  aerodynamicists  who 
may  have  had  little  introduction  to  corona  discharge  processes,  which  are 
important  to  a qualitative  understanding  of  our  work,  we  have  given  a 
simplified  introduction  to  the  corona  discharge. 

We  acknowledge  with  pleasure  the  interest  and  stimulation  we  have 
received  from  Professor  John  D.  Akeiman,  Head  of  this  Department.  Major 
Julius  F.  Koetsch,  USMC,  has  received  our  close  co-operation  in  his  Ph.D 
thesis  work  which  is  expected  to  make  use  of  the  corona  as  an  instrument; 
and  in  return,  he  has  contributed  freely  much  of  his  time  and  effort  to 
some  of  our  problems.  Specifically,  he  carried  out  the  experiments  which 
yielded  the  data  on  the  current  distribution  on  the  plate  needles  for  various 
air  velocities  and  current.  His  contributions  are  gratefully  acknowledged. 

Dr.  Loeb's  book,  "The  Fundamental  Processes  of  Electrical  Discharge  in 
Gases" , has  been  an  especially  valuable  reference  for  our  brief  introduction 
to  the  mechanism  of  corona  discharges. 

This  work  was  performed  under  Contract  AF  33(038) -15833.  The  original 
initiator  was  Dr.  A.  M.  Kuethe,  and  this  was  later  carried  by  Mr.  L.  S.  Wasser- 
man.  Mr.  L.  E.  Bollinger  followed  Mr.  Wasserman,  and  the  latter  phases  of  this 
work  has  been  under  the  cognizance  of  Mr.  K.  E.  Kissell.  RDO  No.  473-163,  Glow 
Discharge  for  Turbulence  Msasurements,  is  the  latest  project  number  applicable 
to  this  report. 
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AESTRACT 


The  applicability  of  the  electrical  corona  discharge  from  the  tip 
of  a fine  wire  for  measurements  of  density  and  velocity  in  air  flow  has 
been  experimentally  investigated  in  some  detail.  Density  sensitivity  of 
corona  discharges  for  steady  state  and  transient  variations  is  covered 
in  detail.  Several  velocity  sensitive  probe  types  are  discussed  and  com- 
parisons for  transverse  velocity  components  between  the  velocity  sensitive 
corona  probe  and  the  hot-wire  anemometer  are  given  in  a number  of  oscillo- 
grams for  turbulence  and  for  a reproducible  velocity  transient.  A corona 
turbulence  measurement  at  Mach  Number  3.1  is  described.  Background  noise, 
rate  of  disintegration  of  the  corona  wire,  and  other  associated  investigations 
are  reported. 

It  is  concluded  that  the  corona  is  useful  for  study  at  moderate  or  high 
turbulence  levels  for  Mach  Numbers  from  0.1  to  at  least  3.1>  provided  the 
static  air  density  is  greater  than  0.1  to  0.3  times  room  density.  Con- 
clusions on  use  for  low  turbulence  levels  will  depend  on  background  noise 
measurements  with  flow;  background  noise  measurements  without  flow  are 
reported,  and  if  it  is  assumed  that  flow  causes  no  effect,  turbulence 
levels  may  be  studied  down  to  a fraction  of  a percent.  Freauency  response 
is  determined  by  the  fact  that  velocity  disturbances  of  dimensions  compar- 
able to  - or  smaller  than  the  probe's  electrode  spacing  will  not  be  faithfully 
reproduced.  At  very  high  velocity,  this  corresponds  to  a maximum  frequency 
of  500  kc  or  more. 

It  is  expected  that  certain  further  investigations  will  show  how;  it  will 
be  practical  to  make  simultaneous  measurement  of  density  variations  and  all 
three  components  of  velocity  variations  in  both  compressible  and  incompressible 
flow  with  a single  probe.  Separation  of  these  variables  may  be  rather  diffi- 
cult in  some  cases,  but  is  possible  in  principle. 


PUBLICATION  REVIEW 


The  publication  of  this  report  does  not  constitute  approval  by  the  Air 
Force  of  the  findings  or  the  conclusions  contained  therein.  It  is  published 
only  for  the  exchange  and  stimulation  of  ideas . 


FOR  THE  COMMANDER: 


LIE  B.  WILLIAMS,  Colonel,  USAF 
ief,  Aeronautical  Research  Laboratory 
Directorate  of  Research 
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INTRODUCTION 


When  there  is  a sufficiently  large  potential  difference  between  a pointed 
electrode  and  a nearby  relatively  flat  electrode , the  air  may  break  down,  and 
a.  spark  may  bridge  the  gap*  At  a somewhat  lower  voltage,  the  point  will  still 
have  very  high  electric  fields  in  its  immediate  vicinity  which  are  higher  than 
the  breakdown  values  for  air,  however,  a spark  cannot  reach  across  the  gap 
because  far  from  the  point  the  electric  field  is  too  low*  The  result  is  that 
only  the  air  near  the  point  breaks  down,  and  the  discharge  is  called  a corona 
discharge*  This  discharge  is  the  type  of  interest  and  is  described  in  some 
detail  in  Section  I of  the  report.  This  discharge  is  of  special  interest  be- 
cause of  the  following  features:  (1)  The  total  corona  current  is  sensitive  to 
air  density  changes  and  can  respond  uniformly  from  zero  to  several  megacycles 
in  some  cases.  (2)  There  are  no  electrical  or  mechanical  resonance  effects 
essential  to  the  discharge  in  this  frequency  range.  (3)  The  corona,  which  is 
the  part  sensitive  to  density  changes  is  very  small,  of  the  order  of  30  to  40 
microns  diameter.  (4)  When  the  probe  is  properly  designed,  the  corona  can  be 
used  in  air  flow  to  measure  instantaneous  velocity  variations.  (3)  The  probe 
may  be  very  well  streamlined. 

Reference  1 outlines  the  original  exploratory  investigation  into  the 
possible  uses  of  the  corona.  The  application  of  this  discharge  as  a microphone 
useful  to  5°°  kc  has  been  made.  Part  of  Reference  2 discusses  the  microphone 
application  and  other  further  developments.  The  application  to  measurements 
in  air  flow  is  the  present  purpose.  Reference  3 gives  the  first  detailed  in- 
vestigation into  the  use  of  the  corona  in  air  flow,  and  Reference  4 continues 
this  investigation. 

In  regard  to  measurements  in  air  flow,  this  report  is  complete  in  itself 
for  a .general  coverage  of  the  most  pertinent  results  of  work  done  up  to  the 
present,  since  it  summarizes  the  pertinent  information  of  References  1-4  in 
addition  to  much  new  work.  Unfortunately,  since  this  report  includes  some  of 
our  previous  work  an-  inconsistency  in  units  of  measurement  of  wire  diameter 
appears.  Thus  it  is  important  to  recall  that  25.4  microns  equals  one  mil 
Cone  thousandth  of  an  inch) . 
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SECTION  I 

THE  MECHANISM  OF  A CORONA  DISCHARGE 
A.  Basic  Concepts 

Basic  research  into  the  processes  involved  in  corona  discharge  is  not  the 
aim  of  this  investigation.  Rather  than  this,  the  aim  is  to  investigate  the 
usefulness  of  the  corona  for  aerodynamic  measurements  in  moving  air.  To  this 
end,  a knowledge  of  the  basic  processes  of  corona  discharge  mechanisms  is 
important  as  a guide  to  the  qualitative  understanding  of  the  performance  of 
the  corona  in  the  present  application,  but  for  quantitative  information,  be- 
cause of  the  great  complexity  of  a detailed  analysis  of  the  corona  (which  has 
not  been  completely  carried  out  as  yet),  we  have  been  forced  to  rely  princi- 
pally upon  an  empirical  approach.  The  discussion  of  the  basic  corona  mechanisms 
given  below  is  abbreviated  and  is  intended  to  introduce  a reader  not  acquainted 
with  the  processes  to  the  work  which  is  reported.  For  a more  complete  discus- 
sion of  the  mechanism  of  a corona  discharge  the  literature  should  be  consulted. 
References  5-23  being  a recent  list.  Most  of  the  following  discussion  follows 
Loeb's  book  (Reference  $). 

A number  of  basic  and  well-known  concepts  of  conduction  of  electricity 
in  gases  and  in  particular,  in  air,  must  be  pointed  out,  as  a basis  for  the 
following  discussion. 

1.  Ions 

In  air,  positive  ions,  for  our  purposes,  are  considered  as  individual 
molecules  with  an  electron  removed,  rather  than  a concept  once  widely  enter- 
tained in  which  an  ion  eventually  picked  up  a permanent  aggregate  of  some  ten 
to  thirty  molecules . Negative  charge  carriers  are  either  free  electrons  or 
molecules  to  which  an  electron  has  become  attached  to  form  a negative  ion. 
Oxygen  is  the  only  electron  attaching  gas  considered  for  our  case.  Ng,  along 
with  Hg,  COg,  HgO,  except  by  association  with  other  molecules  or  dissociation, 
and  the  inert  gases  are  among  those  gases  which  will  not  form  negative  ions. 
Along  with  Og  as  negative  ion  forming  gases  are  Clg,  SO,  SOg,  NO,  and  others 
(Reference  2U).  When  Og  ions  encounter  such  fields*  that  EpQ/?60p  * 90, 

*In  gaseous  discharges,  the  magnitude  of  the  electric  field  is  not  so  impor- 
tant as  is  the  magnitude  of  the  product  of  field  and  mean  free  path  length, 
since  this  product  defines  the  energy  gained  by  an  ion  or  electron  between 
collisions.  Loeb  and  others  rather  consistently  write  this  as  E/p  in  (volts 
per  cm)/mm  of  Hg.  p determines  the  mean  free  path  if  — (continued  on  page  3) 
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collisions  with  surrounding  molecules  have  sufficient  energy  to  free  the  elec- 
tron (Reference  25).  E is  the  field  strength  in  volts  per  cm  and  the  constant 
760  is  the  pressure  of  a standard  atmosphere  in  mm  of  Hg. 

2,  Mobility  of  Ions 

When  an  ion  in  a gas  is  in  the  presence  of  an  electric  field,  it  is  sub- 
ject to  the  usual  electrostatic  force  laws.  In  the  resulting  motion,  it  fre- 
quently collides  with  neighboring  molecules.  Therefore,  it  cannot  accelerate 
indefinitely  but  quickly  reaches  an  average  velocity  analogous  to  the  terminal 
velocity  of  a particle  falling  through  a viscous  medium  under  the  influence  of 
gravity.  This  average  velocity  due  to  the  electric  field  is  given  by  the  pro- 
duct of  the  mobility  k of  the  gas,  and  the  field  strength  E: 

u * kE  (1) 

where  k has  the  defining  equation: 

k * K P0/P  (2) 

K in  (cm/sec )/(volt/cm),  has  the  value  1.6  fef^posjtive  ions  and  2.2  for  nega- 
tive ions,  in  pure  dry  air  (Reference  26).  Certain  gases  will  associate  with 
the  ions  in  air  so  as  to  cause  an  abrupt  change  in  K,  and  when  present  as 
impurities,  even  in  very  small  amounts,  chance  collisions  with  ions  will  happen 
and  alter  the  above  values  of  K.  Since  a molecule  in  room  air  has  about  109 

-7 

collisions  per  second,  the  time  for  this  change  in  K may  be  as  little  as  10 
or  10  seconds  after  formation  of  the  ion,  depending  on  the  concentration 
and  nature  of  the  impurity. 

3 . ffobility  of  Electrons 

Electrons  do  not  behave  quite  so  simply  as  ions,  but  for  our  purpose, 
they  may  be  considered  to  have  a mobility  of  the  order  of  10^  greater  than 
for  the  ions  (Reference  27). 

U.  Ionization  by  Electron  Collision 

When  electrons  are  present  in  a gas  and  under  the  influence  of  an  electric 
field,  they  can  gain  sufficient  energy  between  collisions  with  molecules  that 
they  may  dislodge  other  electrons  from  the  molecules.  This  is  called  ioniza- 
tion by  collision.  When  the  field  strength  is  high  enough  (or  the  density  low 
enough)  that  EpQ/760p  * about  20  (Reference  28)  in  air,  this  process  can  become 
active  provided  free  electrons  are  present.  For  the  present  purposes,  the 

*( continued  from  page  2) — temperature  is  known  so  E/p  is  a satisfactory  para- 
meter for  experiments  performed  at  a given  temperature.  In  order  to  remove 
this  unnecessary  restriction,  we  will  write  Ep  /760p  rather  than  E/p,  where 
p is  the  density  of  air  and  pQ  is  the  air  density  at  0°C  and  760  mm  Hg. 
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ionization  of  molecules  by  collision  with  either  positive  or  negative  ions 
can  be  considered  negligible . 

5.  Electron  Avalanches 

It  is  readily  seen  that  the  process  of  ionization  by  collisions  discussed 
above  will  lead  to  multiplication  of  the  number  of  ions  and  electrons  rather 
rapidly,  since  each  new  electron  released  can  thereafter  help  to  release  more 
electrons  which  in  turn  continue  the  process.  Analysis  of  this  situation  for 
uniform  fields  shows  that  the  time  rate  of  increase  of  electrons  is  an  exponen- 
tial. This  situation  is  expressed  by  Townsend's  equation: 


1 - i0e  ■ u; 

where  i is  the  current  between  infinite  parallel  plates  which  would  be  the 
result  of  ionization  due  to  some  external  source  at  a distance  x'  from  the  anode, 
if  ionization  by  electron  collision  were  absent;  i is  the  current  in  the 
presence  of  ionization  by  collision,  and  e is  the  base  for  natural  logarithms. 


a is  a constant  called  the  "first  Townsend  coeff icient ",  which  is  the  number 
of  new  electrons  released  per  cm  of  advance  of  the  initial  electron,  a varies 
through  wide  limits  with  field  strength  and  mean  free  path,  i.e.,  with  energy 
gained  by  the  electrons  between  collisions,  and  is  best  considered  as  a 
relation  between  apo/760p  and  EpQ/760p  (a/p  and  x/p  in  Loeb's  work). 

6.  Ionization  by  Photons 

In  addition  to  the  ionization  by  electron  collision  which  is  discussed 
above,  one  other  source  of  ionization  is  of  fundamental  importance . When  the 
ionization  by  collision  processes  are  taking  place  at  the  higher  values  of 
Epo/760p,  it  frequently  happens  that  collisions  give  much  more  energy  than 
necessary  to  ionize  the  molecule.  This  leaves  the  ion  excited  and  it  returns 
to  normal  by  emitting  a photon,  some  of  which  may  be  very  energetic.  Occa- 
sionally one  of  these  photons  encounters  a molecule  and  may  be  strong  enough 
to  cause  ionization. 


7.  Ionization  by  External  Causes 

The  ionization  discussed  above  in  items  U and  6 are  caused  by  the  gaseous 
conduction  processes  themselves.  Ions  may  also  be  formed  in  the  gas  by  the 
well-known  processes  which  depend  upon  external  agents,  such  as  photoelectric 
ionization  due  to  X-rays,  ultraviolet  light,  Y radiations,  etc.*  and  by  a and 
j3  particles  passing  through  the  gas. 
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8.  Emission  of  Electrons  from  the  Cathode 


The  usual  electron  emission  processes  ares  thermionic  emission,  high- 
field  emission,  photoelectric  emission,  and  secondary  emission  due  to  bombard- 
ment by  positive  ions.  At  very  high  currents  for  fine  negative  points,  we 
have  observed  the  platinum  point  to  glow  with  a bright  yellow  color,  and  under 
these  conditions,  thermionic  emission  may  be  effective;  but  for  most  cases, 
thermionic  emission  is  not  important.  With  the  finest  wires,  perhaps  the  1 
and  3.5-micron  sizes,  the  electric  field  near  the  tip  of  the  negative  wire  may 

be  higjh  enough  for  appreciable  high-field  emission.  This  requires  fields  of 
6 7 

10  to  10'  volts  per  cm  at  the  tip  of  the  wire  (Reference  36).  For  negative 
points,  the  emission  of  electrons  by  bombardment  from  positive  ions  is  the 
most  important  process  to  be  considered.  When  Epo/760p  has  a value  of  the 
order  of  2000  at  the  wire  surface,  positive  ions  strike  the  cathode  with  some 
20  electron  volts  energy,  and  begin  to  be  effective  in  causing  the  emission 
of  electrons  (fteference  29).  The  remaining  type  of  emission  to  be  considered 
is  the  photoelectric  emission.  Since  the  tip  of  a fine  wire  cathode  has  a 
very  small  area,  the  probability  of  photons  striking  here  is  greatly  reduced, 
and  therefore,  photoelectric  emission  effects  for  pointed  cathodes  are  negli- 
gible. In  the  case  of  positive  points,  the  cathode  is  a relative  large  area. 
In  this  case,  emission  either  from  photons  emitted  by  the  corona  processes  or 
from  externally  formed  photons  may  be  important  at  the  cathode . 

9.  Space  Charges 

Space  charges  play  a very  important  part  in  corona  discharges.  In  the 
discussion  of  electron  avalanches  of  item  5 above,  electrons  rush  through  a 
field  of  molecules,  generating  many  more  electrons.  Since  electrons  have  of 
the  order  of  id*  greater  mobility  than  the  positive  ions  which  are  formed  by 
the  avalanche,  they  quickly  disappear  from  the  scene  and  leave  a cloud  of 
slowly  moving  positive  ions.  These  contribute  a net  charge  to  the  volume  they 
collectively  occupy  which  is  known  as  the  space  charge.  This  must  be  treated 
with  full  respect  as  an  electrical  charge  and  as  such  may  greatly  modify  the 
electric  field  in  the  vicinity.  The  electrons  themselves  also  constitute  a 
space  charge,  but  it  moves  away  so  rapidly,  that  for  many  purposes  its  effects 
are  less  important.  If  the  electrons  later  encounter  a field  low  enough  so 
that  they  can  attach  themselves  to  the  molecules,  slow-moving  ions  result 
and  again  may  contribute  important  space  charge  effects. 
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With  the  above  outline  of  the  basic  processes  of  interest,  we  can  proceed 
with  a discussion  of  the  coronas.  Two  cases  must  be  discussed  separately, 
negative  points  and  positive  points.  The  negative  corona  will  be  discussed 
first.  For  simplicity,  the  electrodes  considered  will  be  a point  (or  the  tip 
of  a fine  wire)  and  a plane  some  distance  away.  This  electrode  model  will 
serve  as  a basis  for  qualitative  understanding  in  the  case  of  practical 
electrode  types,  provided  the  electrode  opposite  the  point  (hereafter  called 
the  "plate “)  has  not  any  area  with  a radius  of  curvature  less  than  about  100 
times  the  radius  of  curvature  of  the  point.  Even  a larger  radius  of  curvature 
of  the  plate  must  be  used  for  relatively  high  corona  currents. 


B.  Negative  Corona 

In  the  gap  between  the  negative  point  and  the  plate,  ions  will  occasionally 
be  formed  from  external  causes.  When  a low  voltage  is  applied  between  the  point 
and  plane,  these  ions  are  attracted  to  the  appropriate  electrodes  and  constitute 
a feeble  current.  The  electric  field  near  the  point  is  very  much  higher  than 
any  other  region  in  the  gap.  The  positive  ions  from  these  occasional  ionizing 
events  move  to  the  point,  and  as  the  voltage  is  raised,  this  high  field  even- 
tually becomes  high  enough  to  cause  an  occasional  positive  ion  to  liberate  an 
electron  from  the  point  by  bombardment . This  electron  rushes  outward  through 
the  high-field  region  and  forms  an  electron  avalanche.  Figure  1 at  (a)  depicts 
the  release  of  an  electron  by  bombardment  from  a positive  ion  and  the  beginning 
of  an  avalanche.  At  (b)  in  Figure  1,  this  initial  avalanche  is  shown  at  a 
very  short  time  later.  Also  shown  at  (b)  are  the  effects  of  photo-ionization 
in  initiating  neighboring  avalanches.  In  (b)  at  C,  a photon  has  started  a 
new  avalanche,  which  in  turn  has  provided  the  photon  which  started  a third 
avalanche  at  D.  The  initial  avalanche  has  also  accounted  for  the  initiation 
of  an  avalanche  at  B.  Many  of  the  photons  which  are  emitted,  do  not  happen 
to  ionize  molecules  in  the  high-field  region  where  the  electrons  liberated 
can  form  avalanches.  Figure  1 at  (c)  shows  the  corona  at  a slightly  later 
time.  The  positive  ions  have  started  to  move  toward  the  cathode,  but  the 
most  important  new  effect  is  indicated  farther  out  from  the  point  near  the 
edge  of  the  sketch.  The  field  here  is  so  low  that  electrons  no  longer  have 
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(a)  Initiation  of  an 
avalanche  by  positive 
ion  bombardment  of 
the  cathode. 
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(c)  A later  stage  of  the  avalanches  of  (b),  in 
which  the  fields  at  the  outer  ends  of  the  ava- 
lanches are  too  low  for  further  ionization  but 
the  fields  are  low  enough  for  negative  ion 
formation.  More  avalanches  which  would  have 
formed  are  not  shown. 
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(b)  Development  of  the  initial 
avalanche  and  initiation  of  others 
by  photoionization  from  the  first. 


Figure  1.  Schematic  illustration  of  the  formation  of  a Trichel  pulse  in  nega- 
tive corona,  for  a small  diameter  cathode.  The  dots  represent  electrons,  the 
circles  are  molecules,  ions  are  + or  - signs  in  the  molecule,  and  photon  paths 
are  indicated  by  the  dotted  lines,  (Reference  U)» 


the  ability  to  ionize  by  collision,  for  two  reasons:  (1)  the  field  normally 
decreases  rapidly  as  a function  of  distance  from  the  point,  and  (2)  the  space 
charge  produced  by  the  positive  ions  near  the  point  is  of  opposite  sign  from 


WADC  TR  53-1U2 


7 


the  charge  induced  on  the  point  by  the  applied  voltage,  and  therefore,  the 

electrons  which  are  repelled  from  the  point  also  are  attracted  by  this  positive 

space  charge,  i.e.,  the  space  charge  has  lowered  the  electric  field  in  the 

vicinity  of  the  electrons.  The  electrons  begin  to  attach  themselves  to  the  0^ 

molecules  to  form  negative  ions  and  these  drift  to  the  plate  while  the  positive 

ions  are  swept  to  the  point.  The  space  charge  produced  by  the  0^  ions  also 

helps  reduce  the  field  below  the  level  required  for  ionization  by  collision. 

Figure  1 at  (c)  shows  only  the  avalanches  which  were  started  in  Figure  1 at  (b). 

Actually,  the  processes  of  (b)  continue  to  form  avalanches,  and  the  result  is 

that  (c)  actually  would  show  a much  greater  number  and  perhaps  more  uniform 

.9 

distribution  of  ions.  An  avalanche  may  form  in  thp  order  of  10  seconds,  and 
the  entire  pulse  in  10~  or  10”°  seconds  (Reference  30).  In  this  latter  situa- 
tion, the  space  charges  prevent  the  formation  of  any  further  avalanches  of  sig- 
nificance and  nothing  further  happens  until  most  of  the  positive  charges  have 
been  swept  to  the  point.  One  or  more  of  the  last  few  positive  ions  arriving 
at  the  point  is  likely  to  cause  the  emission  of  a secondary  electron  which 
can  start  the  whole  cycle  over,  as  outlined  above. 

It  is  clear  from  the  above  description  of  the  negative  corona  that  the 
negative  corona  current  will  come  in  the  form  of  pulses.  This  pulse  is 
called  a "Trichel"  pulse.  Raising  the  voltage  causes  these  pulses  to  repeat 
more  rapidly  because  with  higher  voltages,  a new  pulse  can  start  somewhat 
before  the  positive  ion  space  charge  has  completely  drifted  away.  These 
pulses  form  quite  regularly  and  for  fine  points,  we  have  observed  frequencies 
up  to  more  than  5 me.  Frequencies  as  low  as  5 kc  have  been  observed  (Reference 
31).  At  very  low  currents,  the  pulses  become  nonperiodic.  For  a particular 
spacing,  when  the  voltage  becomes  too  high,  the  corona  may  give  way  to  a 
spark  which  bridges  the  gap. 

The  size  of  the  corona  is  small  compared  with  the  gap  between  electrodes. 

The  glow  of  the  corona  close  to  the  wire  originates  in  the  emission  of 
photons  of  various  wave  lengths  corresponding  to  a contribution  to  the  mole- 
cule by  the  colliding  electron  of  more  than  the  energy  of  ionization.  The 
extra  energy  excites  the  molecules  and  they  quickly  return  to  the  normal  state 
by  emission  of  light.  Outside  this  region  is  a dark  region  where  the  field 
is  too  low  for  further  ionization  by  electron  collisions.  This  dark  region  is 
difficult  if  not  impossible  to  observe  because  of  the  spherical  geometry 
involved.  It  is  probably  very  small  for  our  cases.  Beyond  this,  electrons 
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which  attach  to  0 ^ molecules  give  up  small  amounts  of  energy  and  a relatively 
pale  glow  results.  Except  when  the  voltage  is  near  the  value  for  a spark,  the 
remainder  of  the  gap  is  quite  dark  for  negative  corona.  Even  a two-hour 
exposure  on  presensitized  EK  Linagraph  Ortho  film  with  an  f/l.5  glass  lens 
fails  to  detect  any  light  in  the  gap. 


C.  Positive  Corona 

The  positive  point  corona  has  nearly  all  the  basic  processes  of  gaseous 
conduction  which  appear  in  the  negative  corona,  and  although  there  is  a simi- 
larity in  the  relations  among  current,  voltage,  spacing,  and  density,  for 
positive  and  negative  coronas,  the  basic  processes  cooperate  in  a rather  dif- 
ferent way.  Positive  corona  is  characterized  by  two  types  of  pulses,  the 
"burst"  and  the  "streamer"  pulses.  These  pulses  are  not  regular  as  in  the 
case  of  Trichel  pulses  for  the  negative  point.  There  are  several  distinct 
regimes  for  the  positive  corona. 

As  the  potential  across  the  gap  is  increased  from  low  values,  a small 
current  can  be  detected,  resulting  from  the  small  amount  of  ionization  nor- 
mally present  in  the  air.  With  an  external  ionizing  agent,  this  current  can 
be  increased.  As  the  potential  is  further  increased  so  that  EpQ/760p  is 
equal  to  or  greater  than  90  at  a distance  of  at  least  a few  mean  free  paths 
away  from  the  point,  a new  regime  is  encountered.  The  negative  ion  approach- 
ing the  point  sheds  its  electron,  and  the  electron  is  capable  of  ionizing  any 
further  molecules  with  which  it  collides  in  traveling  to  the  point.  This 
regime  is  called  "the  field-intensified  ionization  discharge"  or  "Townsend 
discharge".  The  current  increases  by  several  orders  of  magnitude  as  the 
potential  is  increased  and  larger  (burst)  pulses  appear.  This  regime  is 
called  the  "Geiger  counter"  or  "intermittent  burst  pulse"  regime.  In  this 
regime  both  burst  and  streamer  pulses  are  possible,  as  further  discussed  in  a 
later  paragraph.  External  ionization  is  still  required  to  initiate  the  pulses 
As  the  potential  is  increased  further,  the  pulses  become  more  numerous  until 
the  burst  pulses  become  continuous.  This  point  is  called  the  onset  potential 
for  continuous  burst  pulse  corona.  After  this  point,  external  ionization  is 
not  needed  because  the  pulses  are  able  to  initiate  succeeding  pulses.  Further 
increase  in  potential  leads  only  to  increased  size  and  frequency  of  the  pulses 
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The  only  type  of  pulse  in  this  regime  until  the  corona  approaches  a spark 
discharge  is  the  burst  pulse.  Just  before  the  spark  breaks  down  the  gap,  the 
streamer  pulses  are  again  present.  In  this  case  the  streamer  pulses  are 
larger  and  are  more  commonly  called  pre-breakdown  streamers.  These  are  the 
distinct  regimes  of  the  positive  corona. 

It  is  in  the  intermittent  corona  regime,  where  there  are  two  types  of 
pulses,  that  the  streamer  pulses  are  found.  Once  the  burst  pulses  become  con- 
tinuous, the  streamers  disappear.  The  streamer  pulses  serve  to  initiate  the 
burst  pulses  in  this  regime  under  favorable  conditions  in  the  following  manner. 
The  initiating  negative  ion  sheds  its  electron  some  distance  from  the  point 
and  a rather  large  avalanche  is  created.  The  electrons  are  rapidly  drawn  into 
the  point  leaving  the  positive  ions  behind.  At  the  outer  tip  of  this  avalanche, 
the  field  is  much  increased  because  the  positive  ion  space  charge  adds  to  the 
static  field.  The  new  field  is  much  like  the  field  from  a new  positive  wire 
with  its  tip  at  the  outer  tip  of  the  avalanche.  As  the  field  was  greater  than 
that  for  the  Townsend  discharge,  some  of  the  molecules  of  the  first  avalanche 
received  enough  energy  to  become  excited  and  therefore  they  emitted  photons. 

Some  of  these  photons  are  able  to  produce  photoelectrons  farther  out  in  the 
gap.  These  electrons  are  now  able  to  cause  avalanches  which  descend  on  the 
outer  tip  of  the  first  avalanche.  Thus  the  process  can  continue  because  the 
positive  ions  left  by  the  second  avalanche  will  still  further  increase  the 
field  near  its  outer  tip.  As  the  avalanches  build  farther  out  into  the  gap, 
the  static  electric  field  for  the  point -to -plane  becomes  so  low  that  even  with 
the  increase  of  the  field  due  to  the  space  charge,  the  field  is  too  small  to 
continue  creating  avalanches.  Ihe  pulse  can  no  longer  propagate.  Then  the 
positive  ions  in  the  gap  start  drifting  toward  the  plate.  The  time  for  this 
streamer  pulse  to  form  is  very  short,  i.e.,  about  10  seconds  (Reference  32). 
It  propagates  outward  from  the  point  at  about  the  velocity  of  electron  travel. 

While  the  streamer  propagates  itself  outward  into  the  gap,  some  of  the 
photons  may  start  avalanches  near  the  tip  of  the  wire  as  well  as  near  the  tip 
of  the  streamer.  If  the  static  field  is  not  too  low,  these  can  form  small 
avalanches  as  the  electrons  descend  on  the  wire.  These  small  avalanches  are 
unlikely  to  propagate  far  out  into  the  gap  as  did  the  original  streamer  be- 
cause the  positive  space  charge  of  the  streamer  is  so  located  with  respect 
to  these  latter  avalanches  as  to  somewhat  reduce  the  point-to-plane  static 
field.  Thus  these  small  avalanches  propagate  only  a small  distance  and 
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encounter  too  low  a field  for  further  activity;  hence  they  are  sometimes 
referred  to  as  "incipient  streamers*.  These  avalanches  may  continue  for 
a short  time  after  the  initiating  streamer  has  become  inactive.  These 
avalanches  constitute  the  "burst"  or  "incipient  streamer"  pulse. 

When  the  static  point -to -plane  field  is  raised  still  more,  these  burst 
pulses  may  continue  indefinitely,  providing  their  own  initiating  ionization. 
The  space  charge,  which  they  leave,  drifts  outward  continuously  and  never 
allows  the  presence  of  the  high  field  necessary  for  the  streamer  to  form. 

This  is  the  "continuous  burst  pulse  regime".  At  least  one  streamer  is 
always  present  to  initiate  it,  but  once  formed,  streamers  are  not  observed. 
Only  when  the  static  point-to-plane  field  is  so  high  that  spark  crossing 
the  gap  is  imminent,  do  the  streamers  again  find  the  field  high  enough  to 
put  in  another  appearance. 

The  ion  motions  outlined  above  can  be  visualized  better,  perhaps  in 
view  of  the  processes  outlined  for  the  negative  corona  and  partly  illustrated 
in  Figure  1. 


SECTION  II 

RELATIONSHIP  AMONG  THE  CORONA  VARIABLES: 

CURRENT,  VOLTAGE,  DENSITY,  SPACING,  AND  WIRE  DIAMETER 

There  is  no  convenient  theory  to  predict  the  relationship  among  the 
various  variables  which  are  involved  in  the  corona  discharge,  but  nevertheless 
it  is  very  important  to  have  available  a convenient  and  at  least  approximate 
relationship,  if  the  corona  is  to  be  useful  as  a measuring  device.  Two  of 
the  more  important  variables  (current,  voltage,  density,  and  spacing)  may  be 
considered  as  parameters . One  of  the  remaining  two  may  be  considered  the 
independent  variable  and  its  value  can  then  be  determined  by  observation  of 
the  fourth  variable  which  is  treated  as  the  independent  variable.  The  appli- 
cation of  the  corona  discharge  to  use  as  a microphone  is  an  example  in  which 
the  corona  was  operated  at  constant  voltage  and  spacing,  with  density  as  the 
independent  variable,  and  current  as  the  dependent  variable.  Figures  2 
through  9 give  experimental  data  for  both  positive  and  negative  points,  for 
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densities  from  about  0.1  to  5 times  the  density  at  standard  conditions,  pQ, 
currents  from  1 to  30  microamperes,  spacings  from  0.76  to  12.7  mm,  and  volt- 
ages from  600  to  10,000  volts.  Spacing  is  the  parameter  which  varies  from  each 
figure  to  the  nex+;  density  is  the  parameter  from  one  curve  to  another  on  a 
particular  figure,  current  is  the  ordinate,  and  voltage  is  the  abscissa. 

The  data  were  taken  in  the  following  manner:  A point -to -plane  type  of 
corona  probe  was  mounted  in  a cylindrical  steel  chamber  6 inches  in  diameter 
and  10  inches  high.  A steady  flow  of  dried  high-pressure  air  was  passed  very 
slowly  through  a dust  filter  of  oily  glass  wool  and  then  through  the  test  cham- 
ber. By  having  a needle  valve  at  the  input  and  exit  of  the  test  chamber  and  a 
vacuum  pump  on  the  exit  side,  all  the  pressures  in  the  above  range  could  be 
obtained.  A small  flow  of  air  is  required  in  this  experiment  to  keep  the  com- 
position of  the  air  a constant.  This  point  will  be  covered  more  completely 
under  the  heading  of  "Density  Sensitivity". 

In  taking  the  data,  the  following  technique  was  used:  The  voltmeter  and 
ammeter  were  placed  close  together  under  a flood  light.  The  two  meter  faces 
were  then  photographed  with  a motion  picture  camera.  When  the  pressure  in  the 
test  chamber  was  at  the  correct  value,  the  corona  voltage  was  slowly  increased 
and  a complete  set  of  data  of  current  vs.  voltage  was  then  obtained.  Each  run 
was  taken  in  less  than  15  seconds  so  that  needle  disintegration  and  collection 
of  dust  was  not  a problem.  The  curves  of  Figures  2 through  9 were  then  plotted 
from  the  rolls  of  film.  The  data  shown  in  Figure  3 is  typical  and  has  been 
tabulated  as  shown  in  Table  1.  The  data  in  Figures  2 through  9 are  for  point - 
to-plane  geometry  only.  For  geometry  which  does  not  depart  greatly  from 
point -to -plane,  this  information  is  still  of  value  as  a first  approximation. 

It  is  conceivable  that  the  corona  could  be  used  as  a density,  spacing,  voltage, 
or  current  meter,  although  it  is  of  special  interest  for  density  since,  in  most 
cases,  spacing,  voltage,  and  current  are  readily  me  a sirred  by  simpler  devices. 

The  data  are  in  a form  which  is  inconvenient  for  analytical  treatment  of 
the  performance  of  the  corona.  For  this  reason,  considerable  attention  was 
given  to  the  problem  of  fitting  an  empirical  expression  to  the  data.  As  a 
first  attempt,  a dimensional  analysis  (Reference  37)  was  attempted,  making  use 
of  12  "variables",  only  five  of  which  are  actually  subject  to  change.  The 
variables  were:  current,  voltage,  spacing,  wire  diameter,  molecular  mean 
free  path,  charge  of  an  electron,  work  function  of  the  cathode,  energy  to 
remove  an  electron  from  a molecule,  energy  to  remove  an  electron  from  a 
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TABLE  1 


Current  vs.  Voltage  for  Positive  Corona  at  Various  Pressures,  for  1.78  mm  Spacing 
and  25.5°C.  The  numbers  in  the  body  of  the  table  are  corona  voltage  in  volts. 


Pressure,  mm  Hg 


Wire  Dia. 
Microns 

I,  (A  Amp 

70 

150 

1*00 

700 

2280 

1*500 

9 

1 

950 

1100 

11*00 

1530 

2350 

2900 

9 

3 

1010 

1200 

1630 

I8i*0 

2930 

3680 

9 

5 

1070 

1280 

1780 

2090 

3380 

1*300 

9 

10 

1170 

11*20 

2080 

21*80 

1*200 

5350 

9 

15 

1220 

1500 

2350 

2850 

1*880 

6250 

9 

20 

1290 

1600 

2500 

3030 

51*00 

6830 

9 

25 

1320 

1700 

2680 

3250 

5800 

71*00 

9 

30 

1360 

1770 

2770 

31*50 

6200 

7900 

3 

1 

975 

1125 

1300 

11*60 

3 

2 

1010 

1170 

11*50 

1650 

3 

3 

1030 

1215 

151*0 

1800 

3 

1* 

10l*0 

1260 

1650 

1950 

3 

6 

1070 

131*0 

1820 

2250 

3 

8 

1150 

11*10 

1980 

21*50 

3 

10 

1160 

11*80 

2100 

2650 

1.5 

o.5 

900 

1010 

1190 

1300 

1.5 

1.0 

92 5 

1050 

1280 

11*50 

1.5 

1.5 

950 

1075 

1360 

1525 

1.5 

2.0 

970 

1090 

11*25 

1650 

a negative  ion,  mean  free  path  of  an  electron,  mass  of  a molecule,  and  mass  of 
an  electron.  The  fundamental  units  were  taken  as  mass,  length,  time,  and 
charge.  A variety  of  dimensionless  parameters  could  be  formed,  and  the  most 
convenient  of  these  sets  of  parameters  were  chosen.  This  set  of  dimensionless 
parameters  contained  all  five  of  the  variables  of  interest  in  four  of  the 
parameters,  and  the  other  four  parameters  contained  only  combinations  of 
"variables"  which  were  actually  not  subject  to  change.  This  would  have  re- 
duced the  original  number  of  variables  to  be  considered  from  five  to  four, 
but  the  data  failed  to  correlate  when  plotted  as  relations  among  these  dimen- 
sionless variables.  It  was  found  necessary  to  introduce  another  length  to 
the  list  of  twelve  variables  in  order  to  provide  a hope  for  correlation  of 
the  data,  but  this  resulted  in  five  parameters  involving  the  five  variables 
of  interest,  which  nearly  eliminated  the  value  of  the  dimensionless  analysis, 
and  the  procedure  was  abandoned. 
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Figure  2.  Data  for  positive  corona  at  various  densities  and  at  0.76  mm  spacing. 
The  solid  lines  are  from  the  empirical  relation  among  voltage,  current,  density, 
and  spacing,  (Reference  L).  Indices  to  the  right,  top,  and  bottom  are  for 
wire  diameters  of  9,  3»  and  1.5  microns,  respectively,  (approximately  O.36, 

0.12,  and  0.06  mils,  respectively).  Black  and  white  circles  are  merely  to 
identify  points  with  the  respective  groups. 


1000  2000  3000  4000  5000  6000  7000  6000 

V.  VOLTS 


Figure  3.  Data  for  positive  corona  at  various  densities  and  at  1.78  mm  spac- 
ing. The  solid  lines  are  from  the  empirical  relation  among  voltage,  current, 
density,  and  spacing,  (Reference  U).  Indices  to  the  left,  top,  and  bottom 
are  for  wire  diameters  of  9,  3,  and  1.5  microns,  respectively,  (approximately 
O.36,  0.12,  and  0.06  mils,  respectively). 


lli 
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Figure  U.  Data  for  positive  corona  at  various  densities  and  at  5.08  mm  spac- 
ing. The  solid  lines  are  from  the  empirical  relation  among  voltage,  current, 
density,  and  spacing,  (Reference  U).  Indices  to  the  left,  top,  and  bottom 
are  for  wire  diameters  of  9,  3*  and  1.5  microns,  respectively,  (approximately 
0.36,  0.12,  and  0.06  mils,  respectively). 


+ CORONA  12.7-  MM  SPACING 


Figure  5.  Data  for  positive  corona  at  various  densities  and  at  12.7  mm  spac- 
ing. The  solid  lines  are  from  the  empirical  relation  among  voltage,  current, 
density,  and  spacing,  (Reference  H).  Indices  to  the  left,  top,  and  bottom 
are  for  wire  diameters  of  9,  3>  and  1.5  microns,  respectively,  (approximately 
O.36,  0.12,  and  0.06  mils,  respectively). 
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- CORONA  . 76  -MM  SPACING 


Figure  6.  Data  for  negative  corona  at  various  densities  and  at  0.76  mm  spac- 
ing. The  solid  lines  are  from  the  empirical  relation  among  voltage,  current, 
density,  and  spacing,  (Reference  U).  Indices  to  the  left,  top,  and  bottom 
are  for  wire  diameters  of  9,  3,  and  1.5  microns,  respectively,  (approximately 
O.36,  0.12,  and  0.06  mils,  respectively). 


CORONA  1,7  8- MM  SPACING 


Figure  7-  Data  for  negative  corona  at  various  densities  and  at  1.78  mm  spacing. 
The  solid  lines  are  from  the  empirical  relation  among  voltage,  current,  density, 
and  spacing,  (Reference  U).  Indices  to  the  left,  top,  and  bottom  are  for 
wire  diameters  of  9,  3>  and  1.5  microns,  respectively,  (approximately  O.36, 

0.12,  and  0.06  mils,  respectively). 
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— CORONA  5.08—  MM  SPACING 


V , VOLT  S 

Figure  8.  Bata  for  negative  corona  at  various  densities  and  at  5.08  ram  spac- 
ing. The  solid  lines  are  from  the  empirical  relation  among  voltage,  current, 
density,  and  spacing,  (Reference  I*).  Indices  to  the  left,  top,  and  bottom 
are  for  wire  diameters  of  9,  3,  and  1.5  microns,  respectively,  (approximately 
O.36,  0.12,  and  0.06  mils,  respectively). 


-CORONA  12.7  MM  SPACING 


V,  VOLTS 

Figure  9.  Data  for  negative  corona  at  various  densities  and  at  12.7  mm  spac- 
ing. The  solid  lines  are  from  the  empirical  relation  among  voltage,  current, 
density,  and  spacing,  (Reference  k).  Indices  to  the  left,  top,  and  bottom 
are  for  wire  diameters  of  9 , 3 , and  1.5  microns,  respectively,  (approximately 
O.36,  0.12,  and  0.06  mils,  respectively). 
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After  some  effort,  equation  (5)  for  positive  corona  and  equation  (6)  for 
negative  corona  were  arrived  at  empirically  by  assuming  that  they  have  the  form: 

I - C(p/po)a(s)b(V  - VQ)C  (k) 

where  V is  voltage  in  volts,  I is  current  in  microamperes,  s is  the  spacing 
in  millimeters,  p is  the  density  of  the  air,  and  pQ  is  the  density  of  air  at 
0°C  and  760  mm  of  Hg.  By  plotting  density  against  voltage  at  various  currents 
with  the  spacing  held  constant  and  extrapolating  to  zero  density,  it  was  noted 
that  when  p was  zero,  V was  approximately  500  volts.  VQ  was  therefore  assumed 
to  be  500  volts,  a,  b,  and  c were  determined  by  making  similar  plots  on  log 
graph  paper.  The  constant  C was  chosen  such  that  the  sum  of  squares  of  the 
observed  current  minus  the  predicted  current  was  a minimum. 

A least  squares  equation  is  of  little  value  unless  one  has  some  idea  of 

the  variability  of  the  observed  current  from  the  predicted  current.  The 

standard  error  of  estimate,  S , is  the  root  mean  square  of  these  differences. 

If  the  observations  come  from  normal  populations  with  homogenous  variances, 

i.e.,  the  variance  is  independent  of  the  particular  value  which  is  picked,  68% 

of  the  values  will  lie  within  S , 95%  within  2S  of  the  predicted  value,  etc. 

The  empirical  expressions,  together  with  S , were  found  to  be: 

© 

I * 1.91  ( p/p  ) s ^ (v/1000  - .5)3,  S » 1.81+  n amp  (+  corona)  (5) 

O 6 

I = 37  (p/p  ) ^ s (V/1000  - S « 5.50  p.  amp  (-  corona)  (6) 

These  equations  are  plotted  as  the  solid  lines  in  Figures  2 through  9. 

A close  examination  of  the  data  for  various  wire  sizes  will  confirm  our  con- 
clusion that  to  a fair  approximation,  wire  diameter  is  of  no  importance  in 
the  relationship.  This  is  found  not  to  be  true  at  relatively  high  density  and 
low  current,  and  probably  results  from  the  fact  that  the  radius  of  the  small 
wire  is  negligible  compared  to  the  length  of  the  avalanches  which  make  up  the 
pulses  only  if  the  current  is  high  and  the  density  of  the  air  is  low.  In  the 
case  of  low  density  and  high  current,  it  is  presumed  that  the  change  in  length 
of  the  avalanche  which  results  from  the  use  of  a small  wire  is  insignificant, 
and  wire  diameter  is  unimportant  under  these  circumstances. 

A standard  error  of  estimate  of  5*5  for  negative  corona  seems  so  high  as 
to  impair  the  usefulness  of  the  equation,  however,  it  should  be  noted  that  in 
a large  part  of  the  region  under  consideration,  a very  small  change  in  volt- 
age causes  a relatively  large  change  in  current . 
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Figure  10  was  taken  from  Reference  1.  It  gives  some  interesting  data  on 
the  effect  of  cylinder  radius  for  a point  to  cylinder  discharge.  The  cylinder 
axis  was  perpendicular  to  the  axis  of  the  point  and  the  nearest  point  on  the 
cylinder  was  at  a distance  of  3 mm  from  the  corona.  The  data  serve  as  a basis 
for  estimating  how  far  from  flat  plate  geometry  one  can  deviate  without  sig- 
nificant change.  At  the  smaller  plate  radii,  a second  corona  at  the  cylinder 
surface  became  evident  and  accounts  for  the  peculiar  shape  of  the  curves  in 
this  region.  It  is  to  be  noted  that  for  small  currents,  plate  radius  has  a 
somewhat  smaller  effect  at  very  small  plate  radii. 


Figure  10.  Effect  of  variation  of  plate  radius  on  the  + and  - corona  from  the 
tip  of  a 25-micron  (1  mil)  wire.  The  plate  was  in  the  form  of  a long  cylinder 
whose  axis  was  perpendicular  to  the  axis  of  the  wire.  The  nearest  surface  of 
the  cylinder  was  3 mm  from  the  corona.  Tests  were  in  room  air.  (Reference  1.) 


Figure  11  was  taken  from  Reference  3.  It  shows  the  rate  at  which  a 
platinum  wire  tip  disintegrates  for  negative  coronas  under  the  influence  of 
positive  ion  bombardment.  This  process  is  commonly  called  sputtering.  The 
current  density  is  referred  to  the  cross  sectional  area  of  the  wire.  An 
analytical  expression  for  the  line  is: 

6 = 3.37  * Hfk  . i (7) 

where  i is  the  current  density  referred  to  the  wire  cross  section  in  amperes 
per  square  centimeter,  and  6 is  in  cm  per  hour.  The  presence  of  dust  will 
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Figure  11.  Rate  of  disintegration  of 
negative  wire  tips.  Current  density 
is  referred  to  the  cross  sectional  area 
of  the  wire.  Positive  wire  disintegra- 
tion is  less  than  one -thousandth  that 
for  the  negative  wire.  6 is  wire  dis- 
integration in  cm/hour. 


greatly  reduce  the  rate  of  disinte- 
gration. These  data  provide  infor- 
mation on  the  useful  time  available 
for  a negative  corona  wire  of  a 
given  length  and  current  density. 

For  the  positive  corona,  tests 
were  also  performed  to  measure  the 
rate  of  disintegration  of  the  needle. 
The  results  show  that  if  there  is 
positive  corona  disintegration,  it 
is  less  than  one  one-thousandth 
that  of  the  negative  corona. 


SECTION  III 

CORONA  BACKGROUND  NOISE  MEASUREMENTS 

Measurements  of  the  corona  background  noise  for  negative  corona  have  been 
reported  in  Reference  3.  In  recent  studies  interest  has  been  revived  for  posi- 
tive coronas.  Therefore  tests  were  performed  to  measure  the  background  noise 
of  positive  corona,  and  the  negative  corona  data  were  also  repeated. 

The  circuit  used  is  shown  in  Figure  12-A.  A point -to -plane  type  of  corona 
was  used.  The  spacing  was  i*.05  mm  and  the  plate  diameter  25.1*  mm.  The  probe 
was  placed  in  a glass  chamber  which  was  provided  with  a very  low  velocity  flow 
of  dust-free  air.  The  signal  was  developed  in  a 1*70-K  ohm  load  resistor  and 
fed  into  a broad-band  (0.5  to  50  kc)  amplifier.  The  output  of  the  amplifier 
was  fed  into  a Hewlett-Packard  Msdel  300-A  Wave  Analyzer.  The  pass  band  of 
the  wave  analyzer  was  carefully  measured  and  a plot  of  the  pass  band  is  shown 
on  Figure  12-B.  The  background  noise  of  the  corona  gave  a constant  output 
voltage  as  the  analyzer  frequency  was  varied  from  100  cps  to  16  kc.  Thus  the 
corona  noise  in  this  range  is  '‘white'1  noise,  since  the  noise  voltage  is  depen- 
dent on  the  bandwidth  and  not  the  center  frequency  of  the  pass  band.  Rhite 
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noise  voltage  is  proportional  to  the  square  root  of  the  bandwidth  (Reference 
38).  Various  bandwidths  were  used  on  the  wave  analyzer,  and  it  was  found 

that  the  corona  voltage  was  proportional  to  the  square  root  of  the  bandwidth 

% 

as  this  reference  predicts. 


Figure  12-A.  Schematic  diagram  of  apparatus  for  background  noise  measurement. 
(Reference  U.) 


Figure  12 -B.  Pass  band  characteristic 
of  the  wave  analyzer.  (Reference  ii.) 


measured,  the  change  of  current  must  be 


The  data  were  computed  in  the 
following  manner:  The  corona  DC 
current  was  set  at  various  values, 
and  the  output  voltage  of  the  wave 
analyzer  was  recorded.  From  this 
output  voltage,  the  peak  values  of 
corona  AC  current  in  the  1*70- K load 
resistor,  per  unit  bandwidth,  were 
computed  from  the  square-root-of- 
the-bandwidth  law  and  from  a 
knowledge  of  the  voltage  gain 
involved.  If  a change  in  density 
is  to  be  detected  by  the  corona, 
it  must  produce  a change  in  cur- 
rent approximately  equal  to  the 
noise  levelj  and  if  it  is  to  be 
much  larger  than  the  noise  level. 


Thus  we  have  presented  the  background  noise  data  as  shown  in  Figure  13  in 
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terms  of  the  intensity  of  sound  which  gives  a density  change  that  is  equal  to 

the  noise  level  of  the  background  noise  for  1-cps  bandwidth.  i)  is  defined 

as  20  log  i/l  where  I is  the  intensity  of  the  sound  and  I is  the  reference 
o — 16  2 ® 

level  intensity  of  10  watt/cm  . The  p /p  scale  is  defined  similarly  as  the 

cL 

amplitude  of  the  oscillating  density  variations  divided  by  the  average  den- 
sity of  the  gas  which  would  cause  a signal  equal  to  the  background  noise  for 
1-cps  bandwidth. 
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Figure  13.  Background  noise  of  the  corona.  pa/p  gives  the  peak  value  of  a 
harmonically  varying  density  that  would  give  the  same  average  voltage  for  a 
1-cps  bandwidth  as  the  corona  background  noise,  p is  the  density  at  2i|°C, 
7U0  mm  Hg,  i)  is  the  corresponding  sound  level  in  decibels  to  10“16  watts 
per  sq.  cm.  (Reference  Ij.). 


The  data  shown  in  Figure  13  are  for  both  positive  and  negative  corona. 

The  negative  background  noise  data  were  compared  with  the  data  that  were  given 
in  Reference  3 after  the  data  were  put  into  terms  of  a density  sensitive 
corona.  The  previous  data  taken  with  different  equipment  and  for  the  same 
conditions  were  about  10$  higher  than  the  average  of  the  present  data.  Better 
filtering  of  the  air  may  account  for  this  as  small  particles  of  dust  on  the 
needle  make  the  corona  pulses  more  erratic  and  increase  the  noise  voltage. 
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The  higher  noise  curves  in  Figure  13  were  the  average  of  four  runs  which  were 
typical  of  runs  with  clean  wires.  The  lower  curves  were  the  lowest  noise  levels 
we  have  observed.  In  this  latter  case,  great  care  was  used  to  keep  dust  from 
the  wire,  and  the  wire  was  well  rounded  on  the  tip. 

For  positive  corona,  the  corona  pulses  were  observed  with  a Tektronix  513-D 
oscilloscope  as  the  noise  data  were  recorded.  There  was  no  apparent  change  in 
the  shape  or  regularity  of  the  pulses  which  caused  the  change  in  noise  voltage. 
In  negative  corona,  the  situation  is  quite  different.  It  was  clear  that  more 
regular  and  constant  amplitude  Trichel  pulses  accompanied  reductions  in  noise 
voltage.  The  Trichel  pulses  were  regular  in  our  most  quiet  runs,  even  at 
small  currents.  As  soon  as  they  became  erratic,  the  noise  voltage  increased,. 

It  appears  that  the  noise  voltage  could  be  greatly  reduced  if  the  Trichel 
pulses  could  be  spaced  regularly.  Thus  if  a triggering  voltage  spike  were 
superimposed  on  the  DC  voltage  from  the  power  supply  at  a frequency  somewhat 
higher  than  the  normal  frequency  of  the  Trichel  pulses,  this  voltage  pulse 
would  trigger  the  Trichel  pulses  at  a regular  rate  making  the  height  and  the 
frequency  of  the  pulses  to  be  more  nearly  constant  as  the  conditions  for 
each  pulse  would  become  the  same.  For  ideal  triggering,  the  corona  would  be 
quiet  in  all  regions  of  frequency  below  the  frequency  of  the  pulses,  i.e., 
no  sub-harmonics  of  the  Trichel  pulse  frequency  would  be  generated. 

In  observing  the  Trichel  pulses  on  the  Tektronix  513-D  oscilloscope,  the 
frequency  was  noted  and  compared  with  Loeb's  data  (Reference  35).  Our  corona 
wires  were  evidently  much  smaller  than  Loeb's  point  with  the  result  that  the 
frequency  was  much  higher.  The  plot  of  frequency  versus  corona  current  is 
shown  in  Figure  1^,  It  was  noted  that  spacing  had  little  or  no  effect  on  the 
frequency  which  confirms  Loeb’s  findings.  Also  the  pressure  was  varied  200  mm 
of  Hg  above  and  below  atmospheric  pressure  at  constant  temperature  with  less 
than  10%  change  in  frequency  for  a given  current.  The  plot  for  9-micron  wire 
is  for  a clean  needle.  When  a particle  of  dust  settles  on  the  needle  near  the 
corona,  the  frequency  may  change  by  as  much  sl$~50%.  Ihe  frequency  was  rela- 
tively unstable  with  the  3-micron  wire.  The  Trichel  pulses  were  irregular  at 
very  low  currents,  and  they  lost  their  usual  character  again  at  high  currents. 
When  Trichel  pulses  were  present,  they  were  at  a higher  frequency  for  the  same 
current  for  the  3-micron  than  for  the  9-micron  needles.  If  dust  settled  on 
the  needle,  the  pulses  appeared  at  a lower  frequency,  typical  of  larger  wire 
sizes.  Several  tests  were  made  with  1.5-micron  wire  but  no  typical  Trichel 
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pulses  were  observed.  The  pulses 
which  are  present  for  1. 5-micron 
wire  have  a distinctly  lower  peak 
current,  are  about  twice  as  long  in 
time  duration  as  the  Trichel  pulses, 
and  the  current  does  not  go  to 
approximately  zero  between  pulses. 

We  suggest  as  an  explanation  that 
high  field  emission  of  electrons 
begins  to  be  a significant  part  of 
the  total  current,  leaving  a ten- 
dency toward  the  Trichel  pulse 
mechanism,  but  reducing  the  impor- 
tance of  the  role  of  these  pulses 
in  the  mechanism  of  the  discharge. 

The  effect  of  density  on  the  background  noise  of  the  corona  has  been 
investigated.  The  experiment  was  performed  in  the  following  manner:  A point- 
to-plane  type  of  corona  probe  with  200  mils  spacing  was  mounted  in  a 6-inch 
diameter,  10-inch  high  steel  container.  Clean,  dry,  high  pressure  air  was 
admitted  into  the  chamber  by  an  input  valve.  An  exit  valve  on  the  chamber 
was  connected  to  a vacuum  pump.  By  controlling  the  two  valves,  the  various 
pressures  were  obtained.  A resistor  was  placed  in  series  with  the  corona. 

The  corona  noise  generated  in  the  resistor  was  amplified  and  fed  into  the 
wave  analyzer  described  above. 

The  data  are  shown  in  Figures  15-A  and  B.  The  data  are  plotted  in 
arbitrary  units.  The  actual  noise  level  per  unit  bandwidth  can  be  obtained 
by  comparison  with  Figure  13.  These  data  show  that  density  has  little  effect. 
However,  the  acoustic  signal  which  generates  current  changes  equal  to  the 
noise  level  of  the  corona  varies  with  average  density;  The  oscillating  density 
amplitude  is  given  in  Reference  k3  by: 

J “ (K1  PaT)2/(2Pv) 

where  is  a constant  dependent  on  the  units,  p is  the  average  density,  v is 
the  velocity  of  propagation  of  the  sound  waves  in  the  medium,  p is  the  ampli- 
tude  of  the  oscillating  density  variations,  y is  the  ratio  of  specific  heats, 
and  J is  the  sound  intensity. 
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Figure  lit.  Frequency  of  Trichel  pulses 
for  negative  corona  at  the  tip  of  a fine 
wire.  The  effect  of  current  and  diameter 
of  wire  on  the  frequency  is  shown.  The 
frequency  of  these  pulses  is  subject  to 
random  changes  of  considerable  magnitude. 
(Reference  1)..) 
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CORONA  NOISE  LEVEL  IN  RELATIVE  UNITS 


Figures  15~A  and  B.  The  variation  of  corona  background  noise  with  density  for 
positive  and  negative  corona.  (Reference  U.) 


From  this  equation  and  from  *i/ap  calculated  from  either  Equation  (5) 
or  (6),  it  can  be  shown  that  for  a given  current  and  spacing  the  minimum  sound 
intensity  J which  the  corona  can  resolve  varies  with  the  3.8  power  of  the 
average  density,  assuming  the  effect  of  density  on  background  noise  is  negli- 
gible, per  Figure  15.  Stated  in  other  terms,  the  minimum  density  variation 
which  can  be  resolved  can  similarly  be  shown  to  be  proportional  to  the  first 
power  of  density. 


SECTION  IV 
DENSITY  SENSITIVITY 

A.  Response  of  the  Corona  to  Steady-State  Density  Changes 

Density  sensitivity  was  assumed  and  discussed  in  the  foregoing,  but  it 
merits  further  consideration.  In  earlier  corona  studies  made  at  this  laboratory, 
it  was  assumed  that  the  temperature  within  the  corona  was  very  high.  This 
appeared  to  be  valid  and  seemed  to  be  supported  by  experimental  evidence 
(Reference  1).  If  this  were  true,  the  corona  would  not  appear  to  be  sensitive 
to  small  changes  of  ambient  temperature.  This  would  make  it  insensitive  to 
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density  and  essentially  a pressure- sensitive  device.  The  tests  (Reference  1) 
were  performed  in  a closed  vessel,  giving  time  for  nitrogen  oxides  and  ozone 
to  accumulate  and  change  the  composition  of  the  air  being  measured.  In  more 
recent  studies  a continuous-flow  method  was  used  which  supplied  air  of  constant 
composition.  In  these  studies  a temperature  effect  was  noted.  From  plots  of 
temperature  and  pressure  data,  the  corona  was  found  to  essentially  density 
sensitive. 

In  these  more  recent  studies,  the  density  was  varied  from  one-tenth  to 
almost  three  times  the  density  at  standard  conditions.  A sketch  of  the  experi- 
ment is  shown  in  Figure  16.  A point -to -plane  type  of  corona  electrode  was 
used.  The  spacing  was  5.1  mm  and  the  diameter  of  the  plate  was  38.1  mm.  The 
corona  probe  was  mounted  in  one  end  of  a 36-inch  length  of  3-inch  diameter, 
insulated  pipe.  A 500-watt  conical  heater  was  mounted  at  the  other  end.  An 
inlet  valve  admitted  high-pressure,  dust-free  air  into  the  chamber  which  then 
passed  over  the  heater.  It  passed  slowly  down  the  chamber  over  the  corona  and 
out  through  an  exit  valve.  A thermocouple  was  mounted  near  the  corona  to 
measure  the  temperature  of  the  gas.  Tests  were  made  which  showed  that  the  gas 
temperature  was  uniform  in  the  vicinity  of  the  corona.  For  low  pressures  a 
mercury  manometer  was  used  and  for  the  higher  pressures,  a specially  calibrated. 
Bourdon  type  gage  was  used.  With  this  arrangement,  any  temperature  and  pres- 
sure within  the  range  of  the  investigation  could  be  provided.  We  were  also 
able  to  regulate  the  amount  of  air  that  flowed  through  the  chamber  by  the 
adjustment  of  the  inlet  and  exit  valves.  Regulation  of  the  air  flow  is  impor- 
tant, for  if  the  flow  is  insufficient,  there  is  a composition  change  of  the 
air  due  to  ozone  and  nitric  oxides  created  by  the  corona  (Reference  33 )>  which 
will  change  the  data  appreciably  if  present  even  for  small  amounts.  The  check 
consisted  of  increasing  the  low  velocity  at  the  corona.  When  this  caused  no 
change  in  the  current -voltage  relationship,  gas  composition  changes  due  to 
stagnant  air  were  considered  to  be  non-existent.  The  highest  velocity  involved 
was  very  low  and  always  much  smaller  than  the  smallest  velocity  of  interest 
for  the  velocity-sensitive  corona  discussed  later  in  this  report. 

The  voltmeter  and  ammeter  were  placed  close  together  and  the  data  recorded 
by  photographing  these  meters  simultaneously  with  a motion  picture  camera  as 
described  in  Section  III.  The  voltage  was  increased  slowly  and  continuously 
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so  that  a current  range  from  0 to  1*0  y,  amp  was  covered.  It  was  important  that 
the  voltage  be  increased  slowly  enough  so  that  the  two  meters  were  able  to  fol- 
low the  changes.  Thus  the  runs  were  about  10  to  15  seconds  in  length.  This 
rapid  data  recording  was  advantageous  since  there  was  less  chance  for  the  air 
to  suffer  composition  change*  the  disintegration  rate  of  wire  tips  was  negli- 
gible* and  the  chance  of  collecting  small  particles  of  dust  was  greatly  reduced. 


Figure  16.  Apparatus  for  investigation  of  the  density  sensitivity  of  the  corona. 
The  air  supply  was  a 200-psi  oil  lubricated  compressor  whose  output  was  fil- 
tered and  dried  in  a "Lectrodryer"  which  lowered  the  dew  point  to  about  -30  F. 
The  air  was  stored  in  a large  tank.  (Reference  i*.) 

The  sets  of  data  were  taken  in  three  steps.  First,  the  temperature  was 
held  constant  at  room  temperature  and  the  pressure  was  increased  in  steps  of 
about  5 inches  of  Hg  per  step  from  2.5  inches  of  Hg  to  90  inches  of  Hg.  Then 
the  pressure  was  held  constant  at  90  inches  of  Hg  and  the  temperature  was 
increased  in  steps  of  20°C  to  a final  temperature  of  170°C.  The  last  step  was 
to  hold  the  temperature  constant  at  170°C  and  reduce  the  pressure  in  steps  of 
about  7 inches  of  Hg.  The  last  few  runs  in  this  step  were  difficult  to  obtain 
as  the  vacuum  pump  used  was  not  large  enough  to  maintain  the  desired  air  velo- 
city. This  was  also  a factor  for  some  of  the  scatter  in  the  low  density  region. 

The  data  were  plotted  and  are  shown  in  Figure  17.  The  graphs  are  density 
vs.  voltage  at  constant  values  of  current.  The  point  of  interest  is  that  the 
corona  is  independent  of  temperature  and  pressure  separately  and  depends 
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Figure  17 -A.  Data  for  positive  corona  which  show  that  the  corona  is  sensitive 
to  density,  but  not  pressure  or  temperature  separately.  (Reference  h. ) 


primarily  on  the  density  of  the  gas.  The  data  shown  in  Figure  17 -A  are 
typical  and  have  been  tabulated  as  shown  in  Table  2- 

There  is  some  scatter  of  the  data,  but  it  appears  to  be  random,  and  we 
believe  it  results  primarily  from  experimental  errors.  The  spacing  and  wire 
size  were  held  constant  but  the  wire  points  were  replaced  periodically.  We 
used  a dust  filter  consisting  of  1-l/U-inch  pipe,  ll*  inches  long,  which  was 
filled  with  spun  glass  wool  moistened  with  vacuum  pump  oil,  but  the  corona 
point  still  collected  very  fine  particles  of  dust  after  a number  of  runs. 
This  could  be  a source  of  the  scattering  (Reference  3k). 
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TABLE  2 


Data  Showing  Density  Sensitivity  of  the  Positive  Corona.  The  numbers  in  the 
four  columns  to  the  right  are  corona  voltage  in  volts. 


Run  # 

m 

mm 

p/p0 

Current,  f*  Amp 

5 

10 

20 

30 

1 

291 

3.3 

O.lOi* 

1350 

1500 

1680 

1970 

2 

291 

5.1 

0.160 

1550 

1750 

2120 

2800 

3 

291 

9.0 

0.282 

• 2120 

2500 

3100 

3500 

1* 

291 

15.0 

0.1*70 

2600 

3200 

3950 

1*620 

5 

291 

20.0 

0.628 

2900 

3550 

1*61*0 

51*50 

6 

291 

25 

0.782 

3200 

1*020 

5200 

5900 

7 

291 

30 

0.91*1 

31*20 

1*200 

5i*oo 

6270 

8 

2 91* 

35 

1.078 

3600 

1*600 

5900 

6730 

9 

291* 

1*0 

1.238 

3900 

1*930 

6100 

7200 

10 

291* 

1*5 

1.392 

1*000 

5200 

6600 

7700 

11 

291* 

50 

1.51*8 

1*1*00 

5500 

7050 

8200 

12 

291* 

55 

1.691 

1*1*00 

5700 

7300 

8600 

13 

291* 

60 

1.860 

1*600 

5900 

7700 

9000 

11* 

291* 

65 

2.01 

1*800 

6200 

7850 

9300 

15 

291* 

70 

2.16 

5000 

6350 

8200 

9700 

16 

295 

75 

2.32 

521*0 

6600 

8580 

10000 

17 

2 95 

80 

2.1*6 

51*00 

6800 

8950 

18 

295 

85 

2.62 

5500 

7000 

9300 

19 

295 

90 

2.76 

5800 

71*00 

9500 

20 

301 

90 

2.72 

5750 

7350 

91*00 

21 

311*.  9 

89.6 

2.58 

51*00 

6900 

90 00 

22 

335 

89.6 

2.1*3 

5300 

6500 

8700 

23 

351* 

89.6 

2.30 

5170 

61*00 

81*00 

99 00 

21* 

386 

89.1 

2.10 

5200 

61*00 

7200 

96  00 

25 

1*16 

89.6 

1.97 

l*8oo 

6000 

7800 

9200 

26 

1*39 

88.0 

1.82 

1*95 0 

6200 

7800 

9150 

27 

1*39 

80.14. 

1.66 

l*6oo 

5900 

61*00 

8600 

28 

1*39 

73.1* 

1.52 

l*l*oo 

5500 

7000 

8200 

29 

1*39 

65.1 

1.35 

1*100 

5180 

6600 

7700 

30 

1*39 

59.1 

1.22 

3900 

1*800 

6200 

7200 

31 

1*39 

51.1 

1.06 

3600 

1*600 

5800 

6570 

32 

1*39 

1*1*. l 

0.91*0 

333 0 

1*200 

51*00 

6110 

33 

1*39 

37.1 

0.770 

3100 

3800 

1*800 

5600 

31* 

391* 

27.0 

0.621* 

3000 

3700 

1*750 

51*50 

35 

375 

19.1 

0.1*61* 

2500 

3100 

381*0 

1*1*00 

36 

1*39 

11*  .1 

0.291 

1900 

21*00 

3000 

31*50 
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Figure  17 -B.  Data  for  negative  corona  which  show  that  the  corona  is  sensitive 
to  density,  but  not  pressure  or  temperature  separately.  (Reference  li). 


B.  Frequency  Response  of  the  Corona  for  Periodic  Density  Variations 

In  previous  work  (Reference  2),  an  investigation  was  carried  on  to  measure 
the  frequency  response  of  the  corona  to  changes  in  density.  This  discussion  is 
repeated  here  for  completeness  of  this  report. 

Density  variations  were  generated  as  a sound  (or  ultrasound)  field.  The 
density  variations  up  to  kc  were  measured  by  means  of  a General  Radio  Type 
759-B  Sound  Level  Meter,  under  approximately  free  field  conditions.  The  sound 
level  meter  was  replaced  with  the  corona  discharge,  and  the  current  variations 
were  observed.  The  response  of  the  corona,  as  plotted  in  Figure  18,  is  pro- 
portional to  the  ratio  of  the  corona  current  variations  to  air  density  varia- 
tions. For  the  higher  frequencies,  several  quartz  crystals  were  driven  at 
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Figure  18.  Effect  of  frequency  of  den- 
sity changes  on  response  of  a corona, 
for  a negative  9 -micron  wire  tip,  at  a 
current  of  3 ^ amp.  (Reference  2.) 


their  resonant  frequencies  to  gene- 
rate approximately  plane  parallel 
sound  waves.  The  sound  level  was 
measured  by  observation  of  the  reflec- 
tion pressure  on  a sound  reflecting 
plate  which  was  at  least  eight  wave 
lengths  in  diameter.  The  corona  was 
inserted  in  the  same  sound  field,  and 
again  the  ratio  of  corona  current 
changes  to  air  density  changes  was 
plotted.  In  all  cases,  a narrow 
band  detector  was  used  to  measure  the 
corona  current  variation.  At  the 


lower  frequencies,  the  detector  was  a Hewlett-Packard  Model  200-A  Wave  Analyzer; 
and  at  the  higher  frequencies,  a communications  receiver  with  a crystal  filter 
was  used. 


The  data  show  no  significant  trend  since  the  experimental  error  was  con- 
siderable, but  nevertheless,  it  confirms  approximately  the  basic  ideas  of  high 
frequency  response  for  the  corona.  This  was  a very  difficult  method  from  which 
only  approximate  results  could  be  obtained,  and  therefore,  a new  method  was 
devised. 


G.  Response  of  the  Corona  to  Transient  Density  Changes 

The  new  method  was  the  use  of  a shock  tube  to  provide  an  instantaneous 
change  in  density.  Thus  one  is  able  to  find  the  rise  time  and  ultimately  the 
frequency  response  of  the  corona.  There  are  two  ways  of  observing  the  infor- 
mation which  will  result  from  such  an  experiment.  The  first  method  is  to 
observe  the  individual  pulses  as  the  shock  wave  passes  over  the  corona  probe 
with  an  amplifier  which  is  approximately  flat  to  several  megacycles.  This 
method  works  very  well  for  negative  coronas  as  the  Trichel  pulse  frequency  is 
a fairly  regular  phenomena.  Since  the  positive  corona  pulses  are  random, 
information  obtained  by  this  method  is  hard  to  interpret.  The  second  method 
is  to  observe  the  average  DC  corona  current,  i.e.,  use  of  an  amplifier  which 
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is  flat  to  only  0.5  me  or  less  and  with  a sharp  cutoff,  so  that  individual 
pulses  are  not  resolved.  Either  positive  or  negative  corona  can  be  used  with 
this  second  method.  These  experiments  demonstrate  the  frequency  response  of 
the  corona  and  also  the  application  of  the  corona  as  a useful  tool  for  measur- 
ing density  transients.  For  these  experiments,  a ring  type  probe  (called 
Model  V),  shown  in  Figure  19,  was  used.  The  probe  was  constructed  with  a thin 
cylindrical  plate  l/2-inch  in  diameter  and  l/i*-inch  in  length.  The  center 
needle  was  a 0. 3-mil  platinum  wire  soldered  to  a common  sewing  needle.  The 
513-D  Tektronix  oscilloscope  was  used  to  photograph  these  transients. 

For  the  first  method,  the 
frequency  response  of  the  Tek- 
tronix oscilloscope  was  inten- 
tionally reduced  so  that  the 
writing  rates  would  be  low 
enough  for  good  photography. 

The  experimental  setup  which 
was  used  is  shown  in  Figure 
20.  The  data  are  shown  in 
Figures  21-A,  B,  and  C for 
negative  corona.  The  sweep 
speed  for  pictures  A and  B was 
UO  p sec/div  and  for  C the  sweep  speed  was  10  p sec/div.  The  pressure  on  the 
high-pressure  side  of  the  diaphragm  was  6 psi  above  atmospheric  while  the  low- 
pressure  chamber  was  at  atmospheric  pressure.  The  average  DC  current  for  A 
was  5 p amp,  for  B 10  p amp,  and  for  C 15  p amp.  Thus  the  frequency  of  the 
pulses  for  these  currents  before  the  shock  wave  passed  over  the  corona  probe 
was  approximately  250,  lj.00,  and  800  kc,  respectively.  As  can  be  seen,  the 
frequency  of  the  Trichel  pulses  dropped  abruptly  as  the  shock  wave  passed  over 
the  probe,  and  the  amplitude  of  the  pulses  increased.  As  the  density  behind 
the  shock  wave  increased,  the  average  DC  corona  current  decreased,  which  caused 
the  drop  in  the  lower  base  line  of  the  pulses.  It  is  important  to  note  that 
the  corona  responds  within  one  pulse.  These  oscillograms  show  that  the  corona 
has  a very  high  frequency  response  for  density  changes,  and  that  the  region 
which  is  sensitive  to  density  is  very  small,  and  presumably  confined  to  the 
corona  itself  (of  the  order  of  1 or  2 mils  diameter).  For  most  applications, 
currents  of  about  35  p amp  would  be  used  with  this  probe.  Unfortunately,  the 


Figure  19.  The  Model  V probe  which  was  used 
in  the  shock  tube  work  to  investigate  the 
frequency  response  of  corona  discharge  to 
density  transients.  The  diameter  of  the 
plate  was  l/2  inch  and  length  l/i|  inch.  The 
corona  needle  was  a .>mil  platinum  wire 
rounded  on  the  tip. 
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Figure  20.  Schematic  diagram  of  the  setup  used  in  shock  tube  investigations  of 
the  transient  density  response. 


Figure  21 . Wave  forms  obtained 
as  the  shock  wave  passed  over 
the  corona  probe.  All  variables 
were  held  constant  except  corona 
current  and  sweep  speed.  In  A 
the  current  was  5 ^ ^P)  sweep 
speed  U0  jj,  sec/div.  In  B current 
was  10  ^ amp,  areep  speed  U0  ^ sec/ 
div.  In  C the  current  was  15  ^ amp, 
and  sweep  speed  was  10  ^ sec/div. 


pulse  rate  would  be  several  megacycles 
and  the  writing  rate  would  be  too  high 
for  good  photography  for  this  current. 
Transients  which  were  visually  observed 
under  these  conditions  showed  the  same 
trends  established  by  Figure  21.  We 
conclude  that  the  corona  could  be  used 
with  a high  frequency  amplifier  having 
a very  sharp  high  frequency  cutoff,  in 
which  case,  the  frequency  response  is 
limited  only  by  the  Trichel  pulse  rate 
which  may  be  several  megacycles  (see 
Figure  15). 

Positive  corona  does  not  have  the 
regular  pulses,  so  that  the  above  remarks 
do  not  apply  directly  for  positive  corona. 
However,  visual  observation  of  oscillo- 
scope traces  showed  that  the  positive 
corona  was  also  able  to  follow  extremely 
rapid  density  transients. 

In  the  second  method,  which  filters 
out  the  individual  pulses,  it  was  possible 
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to  make  calculations  of  the  amplitude  of  the  density  change.  As  will  be  seen, 
the  frequency  response  for  this  second  method  is  determined  by  the  amplifier 
characteristics  and  not  by  the  corona.  The  absence  of  any  variations  in  the 
corona  response  at  intermediate  or  low  frequency  is  confirmed  by  these  experi- 
ments. 

For  quantitative  density  observations  with  the  corona,  it  was  necessary 
to  calibrate  the  Model  V probe  over  the  range  of  densities  involved.  The  den- 
sity calibration  was  performed  in  the  following  manner:  The  Model  V probe  was 
mounted  in  a cylindrical  container  10  inches  high  and  6 inches  in  diameter. 

As  usual,  a constant  flow  of  air  was  passed  through  the  container  to  flush  out 
the  ozone  and  nitrogen  oxides  created  by  the  corona  discharge,  and  the  velocity 
was  very  small  so  that  there  would  be  no  velocity  effect.  The  temperature  was 
held  constant  and  the  pressure  inside  the  chamber  was  varied  in  steps  of  2 
inches  of  Hg  in  a range  of  10  inches  above  to  16  inches  below  atmospheric 
pressure.  The  current  ranged  from  3 amp  to  20  ^ amp  for  the  positive  corona 
and  5 amp  to  60  j±  amp  for  the  negative  corona  with  a center  needle  of  1 mil 
diameter.  The  graphs  in  Figures  22  and  23  show  this  density  calibration. 


Figure  22.  Positive  corona  calibration  curve  for  Model  V probe  shown  in  Figure  19. 
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Figure  23.  Negative  corona  calibration  curve  for  Model  V probe  diown  in  Figure  19. 


For  this  work,  rather  large  density  changes  were  caused  by  the  shock  tube 
so  that  the  corona  response  was  nonlinear,  and  this  problem  was  considered  in 
some  detail.  On  Figures  22  and  23  are  drawn  the  three  possible  methods  for 
operating  the  corona.  A is  the  load  line  for  constant  current  operation,  B is 
the  load  line  for  intermediate  operation,  and  C is  the  load  line  for  constant 
voltage  operation.  Calculation  of  the  total  distortion  for  these  three  types 
with  a signal  varying  from  0 to  +li*  inches  Hg  at  constant  temperature  gave  the 
following  values  for  the  positive  and  negative  corona:  For  type  A the  total 
distortion  is  3%,  for  type  B the  total  distortion  is  $%,  and  for  type  C the 
total  distortion  is  22%.  In  order  to  realize  the  more  linear  operation,  we 
considered  the  design  of  a suitable  constant  current  power  supply.  We  found 
that  the  impedance  of  the  power  supply  could  not  be  made  high  enough  compared 
with  the  corona  impedance  to  appear  as  a constant  current  power  supply  to  the 
corona  at  the  high  frequencies.  The  corona  can  be  considered  as  a very  high 
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impedance  triode  vacuum  tube.  Its  plate  impedance  is  / “Jj  I • This  plate 
impedance  is  of  the  order  of  15  to  100  megohms.  If  the  corSnE  probe  is  con- 
sidered as  a triode  vacuum  tube,  changing  density  would  be  analogous  to  changing 
grid  voltage.  We  will  arbitrarily  define  our  fictitious  triode  as  having  a 
1-volt  grid  voltage  signal  if  it  is  acted  upon  by  a changing  density  equal  to 
1 inch  of  Hg  pressure  change  at  constant  temperature.  With  tt\is  definition, 
it  is  found  that  transconductance  will  be  as  follows:  gm  = g • A1  so 

the  Mu  of  our  triode  can  be  defined  as  Mi  * f ] j • Upon  calculating  these 
values,  it  is  found  that  the  transconductance  of  uie^corona  is  in  the  range  of 
0.5  to  5 micromhos.  The  Mi  of  the  corona  is  in  the  range  of  1*0  to  200.  As 
can  be  seen  electrically,  this  would  be  a very  strange  triode.  The  plate  resis- 
tance is  extremely  high  so  that  any  capacitance  from  plate  to  cathode  greatly 
attenuates  the  higher  frequency  input  signals.  This  is  the  case  whenever  one 
tries  to  operate  the  corona  at  constant  current  with  several  p^ifd  of  cathode- 
to-plate  capacitance.  This  would  give  a high  frequency  half -power  point  of 
the  order  of  1+00  cycles.  Things  can  be  improved  somewhat  but  the  most  optimis- 
tic outlook  would  be  only  several  thousand  cycles.  Even  if  a higher  frequency 
response  were  obtainable  by  this  method,  the  problem  of  obtaining  a signal 
would  still  be  present.  Whatever  type  of  sensing  device  is  used,  an  input 
impedance  comparable  to  the  impedance  of  the  corona  would  be  required.  We 
conceived  several  types,  but  as  the  frequency  response  when  operating  at  con- 
stant current  was  so  poor,  these  devices  were  not  tried. 

For  the  same  reason,  a load  line  solution  is  not  possible.  If  a large 
load  resistor  were  used  to  operate  the  corona  in  a more  linear  range,  the  same 
problem  is  encountered.  The  cathode  to  plate  capacitance  is  effectively  across 
this  resistor.  As  the  frequency  under  measurement  increases,  the  corona  no 
longer  follows  this  curve  but  one  which  is  more  nearly  vertical.  Then  we 
would  have  the  corona  operating  at  constant  current  only  for  low  frequency  and 
at  constant  voltage  for  high  frequency.  The  impedance  of  the  grid-to-plate 
capacitance  is  comparable  to  the  load  resistor  . The  data  would  be  difficult 
to  interpret  in  this  case. 

The  more  desirable  way  to  operate  the  corona  is  at  constant  voltage.  If 
large  density  changes  are  to  be  measured,  the  distortion  will  be  bad.  The  only 
solution  to  the  problem  is  to  make  use  of  an  accurate  calibration  curve  to 
determine  the  density  change  for  a given  current  change,  except  for  small 
changes.  At  present,  it  seems  possible  to  construct  an  amplifier  which  is 
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nonlinear  in  such  a manner  as  to  exactly  compensate  the  nonlinearity  in  the 
corona,  as  is  done  in  hot-wire  work  (Reference  39)  to  compensate  for  dependence 
of  the  hot-wire  response  on  time.  An  amplifier  was  built  at  our  laboratory  to 
obtain  such  a nonlinearity.  It  was  felt  that  it  was  possible  to  make  this 
amplifier  accurate  to  at  least  5 percent  but  the  time  required  was  not  warranted. 

For  these  experiments,  a value  of  35  H amp  was  chosen  for  the  negative 
corona,  and  a value  of  20  y*  amp  was  chosen  for  the  positive  corona.  These 
values  of  the  corona  current  were  for  room  density  conditions  (i.e.,  before  the 
shock  wave  passed  over  the  probe).  The  velocity  behind  a shock  wave  is  fairly 
large  and  can  be  easily  calculated,  and  therefore  it  was  desirable  that  the 
probes  should  be  calibrated  for  these  velocities  so  that  the  velocity  effect 
could  be  allowed  for  in  the  response.  The  velocity  calibration  was  obtained 
by  mounting  the  Model  V probe  in  a small  3 "inch  subsonic  wind  tunnel.  At  zero 
velocity  and  room  density,  the  current  was  adjusted  to  20  p,  amp  for  the  posi- 
tive corona  and  35  (A  amp  for  the  negative  corona.  The  corona  voltage  was  held 
constant  and  the  current  variation  was  observed  over  a range  of  Mach  numbers 
from  0 to  O.U.  The  results  are  shown  in  Figure  2i*.  Since  the  static  density 

of  the  wind  tunnel  changed  slightly 
for  this  range  of  Mach  numbers,  the 
data  was  corrected  for  this  density 
change,  according  to  the  density 
calibration  for  this  probe  in  still 
air. 

With  the  calibration  completed, 
the  probe  was  mounted  in  the  shock 
tube  as  shown  in  Figure  25.  The 
schematic  setup  of  the  experiment  is 
shown  in  Figure  20.  The  only  major 
difference  in  the  setup  of  this 
method  as  compared  to  the  first 
method  is  the  frequency  response  of 
the  amplifier.  This  point  will  be 
discussed  more  completely  at  a later 
point.  In  order  to  study  the  transient  response  of  the  corona  to  large  density 
changes,  we  used  two  different  breaking  pressures  to  generate  the  shock  waves. 

In  the  first  test,  we  had  a pressure  of  12  psi  above  atmospheric  pressure  in 


Figure  2li.  Velocity  calibration  curves 
for  Model  V probe  for  both  positive 
and  negative  corona. 
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the  pressure  chamber  and 
atmospheric  pressure  in 
the  low  pressure  side  of 
the  shock  tube.  In  the 
second  test,  we  had  6 psi 
above  atmospheric  pressure 
in  the  high  pressure  cham- 
ber and  atmospheric  pres- 
sure in  the  low  pressure 
chamber.  The  corona  probe 
was  mounted  at  various 
positions  in  the  shock 
tube.  The  points  were 
arbitrarily  chosen  as  2,  10,  18,  and  26  inches  from  the  open  end  of  the  36- 
inch  shock  tube.  By  placing  the  probe  in  these  positions,  we  were  able  to 
study  the  various  transient  density  conditions,  showing  the  shock  wave,  the 
rarefaction  from  the  open  end  of  the  tunnel,  and  the  temperature  discontinuity. 
The  position  of  these  three  density  transients  as  a function  of  time  and  the 
values  of  the  density  changes  can  be  predicted  analytically,  and  these  calcu- 
lations are  given  in  Figures  26  and  27 . The  interpretation  of  the  symbols 
used  in  Figures  26  and  27  is  as  follows:  P is  pressure,  p is  density,  A is 
velocity  of  sound,  u is  particle  velocity,  M is  Mach  number,  and  T is  tempera- 
tire.  The  subscript  o denotes  the  conditions  in  the  high  pressure  side  of  the 
shock  tube  before  the  diaphragm  is  broken,  1 denotes  the  conditions  in  the  low 
pressure  side  of  the  tube  before  the  diaphragm  is  broken,  2 denotes  the  con- 
ditions in  the  region  behind  the  shock  wave,  22  denotes  the  conditions  in  the 
region  behind  the  temperature  discontinuity,  and  M denotes  the  Mach  number  of 

<3 

the  shock  wave.  A small  trigger  was  mounted  in  the  wall  of  the  shock  tube  in 
front  of  the  probe  to  trigger  the  oscilloscope  trace  just  before  the  shock  wave 
passed  over  the  corona  probe. 

The  data  of  these  experiments  are  shown  in  Figures  28,  29,  30,  and  31. 

The  sweep  speed  was  chosen  as  1 millisecond  per  division  to  enable  us  to  see 
all  the  pertinent  facts  in  a single  trace.  The  amplitude  sensitivity  was  10  p, 
amp  per  division  for  the  negative  corona  and  5 M1  a^P  Per  division  for  the  posi- 
tive corona.  Each  of  the  Figures  28  to  31  has  four  separate  photographs  show- 
ing the  density  transient  as  the  Model  V probe  was  moved  from  2 inches  from 


Figure  25.  Photograph  of  the  apparatus  used  in 
shock  tube  investigations  of  the  transient  density 
response. 
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Figure  26.  Diagram  showing  position  vs.  time  for  the  shock  wave,  temperature 
discontinuity,  and  secondary  density  disturbances  for  12-psi  breaking  pressure, 
a 72-inch,  high-pressure  chamber,  and  36-inch  shock-tube  length.  The  points  are 
measurements  by  means  of  the  corona,  taken  from  Figures  28  and  30.  Flow  con- 
ditions are  stated  for  each  region.  See  text  for  definition  of  symbols. 


the  open  end  of  the  shock  tube  to  26  inches  from  the  open  end.  Figures  28  and 
30  show  the  case  with  a breaking  pressure  of  12  psi  for  positive  and  negative 
corona,  respectively.  Figures  2p  and  31  show  the  case  with  a breaking  pressure 
of  6 psi  for  positive  and  negative  corona,  respectively.  By  observing  the 
pictures,  one  notes  the  excellent  correlation  between  plus  and  minus  corona. 
There  is  also  the  expected  systematic  change  as  one  goes  from  a position  of 
2 inches  from  the  open  end  of  the  §hock  tube  to  a position  26  inches  in  the 
open  end.  The  times  at  which  the  various  density  transients  reach  the  Model  V 
probe  is  recorded  by  their  positions  on  the  oscillograms,  and  it  is  found  that 
these  times  agree  with  the  theoretical  values  within  experimental  accuracy  as 
shown  by  the  points  which  are  plotted  in  Figures  26  and  27. 
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Figure  27.  Diagram  showing  position  vs.  time  for  the  shock  wave,  temperature 
discontinuity,  and  secondary  density  disturbances  for  6-psi  breaking  pressure, 
a 72-inch  high-pressure  chamber,  and  36-inch  shock-tube  length.  The  points 
are  measurements  by  means  of  the  corona  taken  from  Figures  2 9 and  31.  Flow 
conditions  are  stated  for  each  region.  See  text  for  definition  of  symbols. 


By  using  the  static  calibration  curves  and  the  velocity  sensitivity  curves 
for  the  Model  V probe,  and  noting  the  change  in  corona  current  from  the  photo- 
graphs of  Figures  28  through  31,  one  is  able  to  calculate  the  density  in  the 
various  regions  of  the  oscillogram.  One  finds  that  the  results  agree  very 
closely  with  those  given  by  shock  tube  theory  (Figures  26  and  27).  These 
results  along  with  the  velocity  corrections  are  given  in  tabulated  form  in 
Table  3.  Thus  one  is  able  to  measure  density  changes  in  such  a case  to  an 
accuracy  of  a few  percent. 
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TABLE  3 


Response  of  Corona  to  Density  Transients  in  a Shock  Tube.  Line  A is  the  value 
of  the  corona  current  obtained  from  the  calibration  curves  Figures  22  and  23, 
knowing  the  theoretical  value  of  density  at  these  points.  Line  B is  corona 
current  before  correction  for  the  velocity  effect  as  measured  from  the  oscillo- 
grams of  Figures  28  through  31*  The  values  of  current  before  the  shock  was 
35  p amp  for  negative  corona  and  20  p amp  for  positive  corona.  Line  C is  the 
velocity  effect  as  determined  from  the  velocity  in  this  region  and  the  velocity 
calibration  curve  in  Figure  2k.  Line  D is  the  corrected  experimental  corona 
current  as  compared  to  Line  A,  the  calculated  value.  No  value  is  given  for 
the  current  behind  the  cold  front  in  the  6-pound  case  as  the  rarefaction  from 
the  open  end  of  the  tunnel  occurred  first. 

12-Pound  Breaking  Pressure 
Positive  Corona 


I (behind  shock)  I (behind  cold  front) 


A. 

13.2 

P 

Amp 

9.6 

P 

Amp 

B. 

15.6 

P 

Amp 

12.7 

P 

Amp 

C. 

2.7 

P 

Amp 

2.7 

P 

Amp 

D. 

12.9 

p 

Amp 

10.0 

P 

Amp 

Negative  Corona 

A. 

18.0 

M 

Amp 

10  .k 

P 

Amp 

B. 

20.2 

P 

Amp 

13.0 

P 

Amp 

C. 

2.0 

P 

Amp 

2.0 

P 

Amp 

D. 

18.2 

P 

Amp 

11.0 

P 

Amp 

6-Pound  Breaking  Pressure 
Positive  Corona 
I (behind  shock) 


A.  15.60  p Amp 

B.  16.75  Amp 

C.  1.50  p Amp 

D.  15.25  Mr  Amp 

Negative  Corona 

A.  23.6  p Amp 

B.  2^.0  p Amp 

C.  0.7  p Amp 

D.  23.3  p Amp 
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Figure  28.  The  changes  in  the  rela- 
tion between  density  and  time  as  the 
probe  is  inserted  into  the  shock 
tube.  Initial  conditions  were  12#/ 
sq.  in.  breaking  pressure,  20  p.  amp 
positive  corona  current,  oscillos- 
cope sensitivity  5 p amp/div,  and 
oscilloscope  sweep-speed  1 millisec/ 
div.  The  variable  is  probe  location. 
In  the  above  pictures  A is  the  shock 
wave,  B is  the  rarefaction  from  the 
open  end  of  the  tunnel,  and  C is  the 
temperature  discontinuity. 


Figure  29.  The  changes  in  the  rela- 
tion between  density  and  time  as  the 
probe  is  inserted  into  the  shock 
tube.  Initial  conditions  were  6#/ 
sq.  in.  breaking  pressure,  20  p amp 
positive  corona  current,  oscillos- 
cope sensitivity  5 p amp/div,  and 
oscilloscope  sweep-speed  1 millisec/ 
div.  The  variable  is  probe  location. 
In  the  above  pictures  A is  the  shock 
wave,  B is  the  rarefaction  from  the 
open  end  of  the  tunnel,  and  C is  the 
temperature  discontinuity. 


As  the  corona  current  consists  of  many  short  duration  pulses,  a high-fre- 
quency, broad-cutoff  amplifier  would  give  many  sharper  peaks  due  to  the  pulses. 
Thus  in  order  to  obtain  a flat  DC  level  with  low  corona  noise,  the  amplifier 
must  have  a sharp  cutoff.  Therefore,  the  amplifier  used  in  obtaining  Figures 
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INSERTED  26"  INTO  SHOCK  TUBE 


Inserted  is  mo  shock  tube 


PROBE  INSERTED  10"  INTO  SHOCK  TUBE 
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PROBE  INSERTED  26"  INTO  SHOCK  TUBE 


PROBE  INSERTED  18"  INTO  SHOCK  TUBE 
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PROBE  INSERTED  10  INTO  SHOCK  TUBE 


Figure  30.  The  changes  in  the  rela- 
tion -between  density  and  time  as  the 
probe  is  inserted  into  the  shock 
tube.  Initial  conditions  were  12#/ 
sq.  in.  breaking  pressure,  30  amp 
negative  corona  current,  oscillos- 
cope sensitivity  5 amp/div,  and 
oscilloscope  sweep-speed  1 millisec/ 
div.  T5ie  variable  is  probe  location. 
In  the  above  pictures  A is  the  shock 
wave,  B is  the  rarefaction  from  the 
open  end  of  the  tunnel,  and  C is  the 
temperature  discontinuity. 


PROBE  INSERTED  2 INTO  SHOCK  TUBE 


Figure  31.  The  changes  in  the  rela- 
tion between  density  and  time  as  the 
probe  is  inserted  into  the  shock 
tube,  initial  conditions  were  6#/ 
sq.  in.  breaking  pressure,  3f>  y,  amp 
negative  corona  current,  oscillos- 
cope sensitivity  5 amp/div,  and 
oscilloscope,  sweep-speed  1 millisec/ 
div.  The  variable  is  probe  location. 
In  the  above  pictures  A is  the  shock 
wave,  B is  the  rarefaction  from  the 
open  end  of  the  tunnel,  and  C is  the 
temperature  discontinuity. 


28  through  31  was  only  100  kc,  as  no  sharp-cutoff,  higher-frequency  amplifier 
was  available.  Frequencies  as  high  as  500  kc  have  been  used  successfully  in 
some  applications  here  at  the  laboratory.  Figure  32  shows  the  shock  wave  pass- 
ing over  the  corona  for  which  case  the  oscilloscope  sweep-speed  has  been  greatly 
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increased.  The  sweep  speed  of  this 
picture  is  50 Jjt*seconds  per  division. 

The  small  trail-off  immediately  follow- 
ing the  shock  wave  cannot  be  attributed 
to  a corresponding  density  change  in  the 
Shock  wave , and  is  probably  caused  by 
the  100 -kc  upper  frequency  response  of 
the  amplifier. 

Since  the  density  behind  the  shock 
wave  remains  a constant  for  3 or  more 
milliseconds  in  the  cases  shown  and  the  corona  pictures  showed  a flat  response 
for  this  entire  region,  the  frequency  response  must  be  flat  as  low  as  at  least 

300  cycles  per  second.  Furthermore,  it  is  known  that  the  corona  measures 
steady-state  densities  as  shown  by  the  static  calibration  curves.  Thus,  it 
can  be  assumed  that  the  corona  has  a uniform  response  for  density  changes  from 
DC  to  a frequency  of  the  order  of  1 to  5 me,  as  determined  by  the  frequency  of 
the  corona  pulses  and  the  type  of  amplifier  available. 

Several  authors  (References  1 and  2jD)  have  discussed  the  sensitivity  of 
the  corona  as  being  primarily  pressure-sensitive..  As  discussed  earlier  in 
this  section,  we  have  more  recently  shown  that  the  corona  is  sensitive  to 
density  changes  rather  than  pressure . This  agrees  with  Weimer's  recent  investi- 
gations (Reference  45) • By  observing  the  upper  oscillogram  of  Figures  28  and 
3D,  it  is  found  that  the  corona  measured  the  density  change  behind  the  tempera- 
ture discontinuity.  The  pressure  and  air  velocity  on  both  sides  of  the  tem- 
.perature  discontinuity  are  the  same.  The  only  change  is  in  temperature,  which 
causes  a change  in  density.  This  change  in  density,  when  referred  to  the 
corona  calibration  curve,  predicts,  within  experimental  error,  the  observed 
current  change  for  the  corona.  As  the  initial  calibration  was  made  at  constant 
.temperature  and  the  temperature  discontinuity  observation  was  taken  at  constant 
.pressure,  the  only  variable  common  to  both  observations  is  the  density.  Thus 
we  have  another  excellent  confirmation  of  our  previous  results  (Reference  4) • 

In  concluding  this  section,  the  important  results  obtained  in  the  shock 
.tube  work  should  be  emphasized.  It  was  found  that  the  corona  response  is  flat 
.from  DC  response  to  an  upper  limit  which  may  be  as  high  as  about  5 me . The 
corona  follows  the  step  function  change  in  density  within  one  pulse  as  shown 
in  Figure  21  and  Reference  41*  It  is  clear  that  an  amplifier  with  a sharp 


Figure  32.  An  oscillogram  with  an 
increased  sweep  speed  to  show  in 
detail  the  shock  wave  as  it  passes 
over  the  corona  probe.  Sweep  speed 
is  50  Jl-sec/div. 
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cutoff  at  a frequency  somewhat  below  the  Trichel  pulse  rate  could  be  used  for 
the  negative  corona,  and  would  result  in  a limiting  frequency  for  the  corona 
which  approaches  the  Trichel  pulse-rate.  The  whole  experiment  demonstrates 
the  successful  operation  of  a corona  discharge  in  measuring  the  rapidly  fluc- 
tuating density  phenomena,  and  the  problems  which  must  be  considered  in  apply- 
ing the  corona. 


SECTION  V 

VELOCITY  SENSITIVITY  OF  THE  CORONA 
A.  Ion  Trajectories 

Figure  33  illustrates  a type  of  corona  probe  which  is  generally  well 
suited  to  insertion  in  an  air  flow,  and  this  simple  model  serves  well  to 
explain  the  effect  of  velocity  on  the  discharge,  and  also  was  the  probe  type 
used  for  the  more  recent  fundamental  experimental  investigations  into  the 
velocity  effect.  The  probe  consists  of  a Lucite  rod  5/8-inch  in  diameter  with 
a chisel- shaped  wedge  machined  on  its  end.  Mounted  in  the  leading  edge  of 
this  chisel  are  three  sewing  needles,  as  shown  in  the  end  view  in  Figure  33. 

The  Lucite  rod  is  short,  and  the  end  opposite  the  chisel  is  fixed  into  the  end 
of  a l/2 -inch  CD  brass  tube.  Electrical  connections  to  the  three  needles  are 
brought  out  through  this  hollow  brass  tube.  For  some  purposes,  the  two  outer 
needles  are  connected  together  and  may  be  connected  to  the  circuit  via  the 
brass  tube.  For  the  present,  the  insulating  ring  which  separates  the  fore 
portion  of  the  lower  needle  from  the  rear  portion  may  be  neglected  so  that  the 
needle  is  one  piece. 

If,  in  the  absence  of  air  flow,  the  center  needle  is  negative  with  respect 
to  the  outer  needles,  the  fine  wire  at  its  tip  will  have  the  typical  negative 
corona  with  Trichel  pulses.  Electrons  leaving  the  high  field  near  the  wire 
will  attach  to  0^  when  the  field  is  sufficiently  low,  and  therefore,  drift 
nearly  all  the  way  across  the  gap  to  the  other  electrode  as  negative  ions.  For 
the  positive  point,  positive  ions  drift  across  the  gap  after  each  burst  pulse. 
Neglecting  space  charges  and  centrifugal  forces  (which  is  relatively  safe  out 
in  the  gap),  the  ions  would  be  expected  to  move  to  the  outer  electrode,  called 
the  "plate",  along  electric  lines  of  force,  with  a velocity  kE,  where  k is  the 

U5 
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Figure  33.  Probe  showing  the  electrode  arrangement  used  for  the  fundamental 
velocity  investigations,  drawn  to  the  indicated  scale.  The  forward  portion  of 
the  lower  plate  electrode  was  electrically  insulated  from  the  rear  half,  and 
this  electrode  was  movable  in  a direction  parallel  to  its  axis.  The  heavy 
lines  are  a schematic  of  the  electrical  circuit.  Actually,  all  the  leads  to 
the  electrodes  are  within  the  probe,  the  rear  part  of  the  lower  plate  being 
hollow  to  accommodate  the  lead  to  the  insulated  fore  portion.  (Reference  k .) 

mobility  of  the  ion  and  E is  the  electric  field  strength.  When  the  air  velo- 
city has  a value  u parallel  to  the  needles,  the  ions  would  have  the  motion 
which  is  determined  by  the  ion  velocity  produced  by  the  electric  field  and 
the  velocity  ux,  and  it  would  be  possible  to  determine  the  trajectory  of  the 
ion  graphically  if  the  electric  field  is  known.  To  investigate  this  approach 
to  predicting  the  ion  motions,  a large  model  of  the  electrodes  was  made  and 
the  electric  field  was  plotted  in  an  electrolytic  tank.  The  model  was  20  times 
the  size  of  the  probe,  and  tap  water  was  used  in  a metal  tank  2x3x5  feet, 
with  the  model  submerged  to  approximately  the  center.  An  insulated  exploring 
electrode  was  used  with  only  its  tip  bare  in  the  usual  AC  type  of  circuit. 

When  the  resulting  data  was  examined,  it  was  found  to  predict  that  all  ions 
from  the  corona  in  Figure  33  would  have  trajectories  such  that  all  ions  should 
arrive  on  the  plate  electrodes  more  than  l/li-inch  ahead  of  the  corona,  in  the 
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absence  of  the  air  flow.  In  order  to  verify  this  theory  for  the  trajectories, 
the  insulating  ring  shown  on  the  lower  plate  needle  of  Figure  33  was  provided. 

The  fore  portion  of  the  needle  was  insulated  from  the  rear  portion  by  the 
insulating  ring,  and  the  electrical  connection  to  the  fore  portion  was  taken 
out  through  the  center  of  the  rear  part  of  this  needle  which  was  in  the  form 
of  a hollow  tube.  The  circuit  shown  was  used  so  that  the  division  of  current 
between  the  fore  and  rear  portions  of  the  lower  needle  could  be  observed.  The 
difference  in  potential  between  the  fore  and  rear  portions  caused  by  the  cur- 
rent I„  flowing  through  the  micro ammeter  was  negligible.  By  removing  small 
lengths  of  material  from  the  rear  end  of  the  front  portion  and  pushing  out  the 
rear  portion  of  the  needle  from  the  Lucite  chisel  enough  to  compensate,  it  was 
possible  to  retain  the  electrode  geometry  and  obtain  data  on  the  distribution 
of  current  on  the  plate  electrodes.  It  was  immediately  apparent  that  the  peak 
of  this  current  distribution  curve  was  opposite  the  corona,  and  not  at  a point 
l/k  inch  or  more  forward.  This  invalidated  the  idea  of  predicting  the  trajec- 
tories from  the  static  field. 

It  was  not  surprising  that  the  static  field  does  not  predict  the  ion  tra- 
jectories because  it  was  known  that  the  space  charges  near  the  corona  are 
great,  since  they  play  such  a fundamental  role  in  the  mechanism  of  the  discharge. 
After  some  further  measurements  on  the  current  distribution  at  various  currents 
and  with  air  flow  at  various  subsonic  Mach  numbers,  as  described  below,  we  were 
able  to  conclude  that  the  ion  trajectories  are  essentially  the  same  as  would 
result  if  the  three  needles  were  infinite  in  extent,  with  an  ion  source  at  a 
point  on  the  center  needle,  and  with  the  air  blowing  parallel  to  the  conductors. 
Using  infinite  needles  as  a model  for  the  electrodes,  the  predicted  point  at 
which  the  ions  reach  the  plate  agreed  well  with  the  experimental  measurements 
of  the  peak  in  the  current  distribution  on  the  plate,  as  discussed  further  below. 
Our  qualitative  explanation  of  this  is  that  the  mutual  repulsion  of  ions  in  the 
space  charge  is  very  great  near  the  corona,  and  that  the  space  charge  caused 
by  those  ions  in  the  forward  portion  of  the  corona  is  such  as  to  urge  a major 
part  of  the  ions  which  are  situated  farther  back  more  or  less  straight  across 
the  gap  toward  the  plate  in  the  absence  of  flow.  The  presence  of  flow  merely 
gives  a downwind  motion  in  addition  to  this.  When  the  ions  arrive  at  the  plate, 
the  current  distribution  is  not  highly  peaked  up,  because  of  the  diffusion 
apart  of  the  ions,  caused  by  their  repulsion  during  the  journey. 
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In  taking  the  data  referred  to  above  with  air  flow,  it  was  noted  almost 
immediately  that  the  length  of  the  lower,  divided  exploring  needle  was  not  impor- 
tant, provided  it  reached  at  least  one-half  inch  forward  from  the  corona.  Vary- 
ing this  length  made  an  insignificant  effect  on  the  distribution  of  current  be- 
tween the  two  needles,  as  well  as  on  the  distribution  of  current  on  the  divided 
needle  itself.  Having  satisfied  oursevles  of  this  fact  experimentally,  the  taking 
of  current  distribution  was  made  much  easier  since  a long  fore  portion  could  be 
used  on  the  divided  lower  needle  of  Figure  33.  A sliding  mount  for  this  needle 
made  it  convenient  to  slide  this  needle  fore  and  aft  for  the  exploration. 

Figures  3k  through  39  give  the  results  of  these  current  distribution 
investigations  for  both  positive  and  negative  points,  at  currents  of  10,  1 5, 
and  20  amp,  and  for  Mach  numbers  from  0 to  at  least  0.708.  The  data  are  in 
terms  of  fraction  of  the  total  current  to  the  lower  needle  per  inch  of  needle. 


Figure  3k.  Current  distribution  on  the 
"plate"  needles  for  various  Mach  num- 
bers for  10  amp  current  from  a 
positive  point . The  origin  is  at  the 
point  on  the  plate  which  is  directly 
opposite  the  corona.  The  abscissa 
scale  is  in  tenths  of  an  inch. 
(Reference  U.) 


Figure  35.  Current  distribution  on  the 
"plate"  needles  for  various  Mach  numbers 
for  15  tA  amp  current  from  a positive 
point.  The  origin  is  at  the  point  on 
the  plate  which  is  directly  opposite  the 
corona.  The  abscissa  scale  is  in  tenths 
of  an  inch.  (Reference  U.) 
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Figure  36.  Current  distribution  on  the 
"plate"  needles  for  various  Mach  num- 
bers for  20  y,  amp  current  from  a posi- 
tive point.  The  origin  is  at  the  point 
on  the  plate  which  is  directly  opposite 
the  corona.  The  abscissa  scale  is  in 
tenths  of  an  inch.  (Reference  U.) 


Figure  37.  Current  distribution  on  the 
"plate"  needles  for  various  Mach  numbers 
for  10  jj,  amp  current  from  a negative 
point.  The  origin  is  at  the  point  on 
the  plate  which  is  directly  opposite 
the  corona.  The  abscissa  scale  is  in 
tenths  of  an  inch.  (Reference  U. ) 


Throughout  the  experiment  the  upper  and  lower  needles  had  very  nearly  the  same 
total  currents.  The  data  were  obtained  by  moving  the  exploring  electrode  0.1 
inch  between  readings,  so  the  resolution  of  shape  of  these  curves  is  not  all 
that  might  be  desired,  but  nevertheless,  it  is  practical  to  fair  in  curves  as 
shown  and  estimate  the  location  of  the  peak  of  current . It  is  important  to 
note  the  regular  downstream  shift  of  the  peaks  of  these  current  distributions 
as  the  velocity  increases. 

It  is  not  difficult  to  calculate  analytically  the  trajectory  of  an  ion,  if 
the  simplified  electrode  model  of  three  parallel,  co-planar,  infinite  wires  is 
used  instead  of  the  actual  electrodes  of  Figure  33 . The  two  outer  wires  are  of 
radius  a^,  voltage  zero,  and  are  spaced  2S  apart;  and  the  inner  wire  is  of 
radius  a^,  is  at  a voltage  V,  and  is  located  midway  between  the  other  two  wires. 

U9 
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Figure  38.  Current  distribution  on  the 
"plate"  needles  for  various  Mach  num- 
bers for  15  (4.  amp  current  from  a nega- 
tive point.  The  origin  is  at  the  point 
on  the  plate  which  is  directly  opposite 
the  corona.  The  abscissa  scale  is  in 
tenths  of  an  inch.  (Reference  !*•) 


Figure  39.  Current  distribution  on  the 
"plate"  needles  for  various  Mach  numbers 
for  20  u amp  current  from  a negative 
point.  The  origin  is  at  the  point  on 
the  plate  which  is  directly  opposite 
the  corona.  The  abscissa  scale  is  in 
tenths  of  an  inch.  (Reference  U.) 


The  highest  concentration  of  ions  will  be  in  the  plane  of  the  three  wires,  so 
in  view  of  the  approximate  nature  of  the  analysis,  only  the  motion  of  ions  in 
this  plane  is  considered.  The  electric  field  E in  this  plane  of  symmetry  is 
found  to  be: 


where 


E - Qb/sJ[  Y/(l  - Y2)  + Y-1J 

(8) 

Y - y/s, 

(9) 

B **  -2V/logA,  and 

(10) 

A - (2a2S  - a2)  (S2  - a^)'1  a2(S  - a2)"2. 

(11) 

E is  the  electric  field  strength,  V is  the  voltage  difference  between  the  wires, 
S is  the  center-to -center  distance  from  the  center  wire  to  either  of  the  outer 
wires,  y is  the  distance  from  the  center  of  the  center  wire  to  the  point  of 
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interest,  and  and  a ^ are  the  radii  of  the  center  and  outer  wires,  respectively. 

If  there  is  a velocity  u parallel  to  the  wires  and  a velocity  u perpendicular 

x y 

to  the  wires,  but  in  the  plane  of  the  wires,  we  have  two  parametric  differential 
equations  of  the  ion  trajectory.  The  first  is: 

dx/dt  = ux  (12) 

The  velocity  in  the  y direction  is  u plus  the  velocity  resulting  from  the 

y 

electric  field.  Therefore,  the  other  parametric  equation  is: 

dy/dt  = uy  + [k  B/s]£y/(1  - Y2)  + Y”  jj  (13) 

If  there  is  a question  as  to  the  sign  of  the  second  term  on  the  right  side  of 
equation  (13)»  note  that  for  a positive  point  with  a positive  ion  in  the  gap 
log  A is  negative,  since  A is  always  less  than  1,  and  therefore,  this  term  gives 
a positive  component  of  velocity  which  is  physically  correct.  Thus  a + sign  is 
associated  with  k for  positive  ions.  When  negative  ions  are  present  in  the  gap, 

V will  also  change  sign  so  this  term  is  always  positive.  When  equation  (12) 
is  integrated  with  x and  t going  from  o to  x and  o to  t,  respectively,  we  have 

X = tux/s,  (14) 

where 

X = x/S  (15) 

To  integrate  equation  (13),  it  is  written  in  the  form: 

kBS‘2dt  = dY  (Y  - Y3)  £l  + 4Dy  (Y  - Y3JJ  -1  (16) 

where 

Dy  = uy  S/4hB  (17) 

We  have  found  no  way  to  integrate  the  rhsf  of  equation  (16)  in  closed  form. 


*rhs.  means  right  hand  side 
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When  there  is  no  angle  of  attack,  D is  zero.  In  this  case,  equation  (16) 

•/ 

reduces  to: 


X = DX(2Y2  - Y^) 


(18) 


which  is  readily  found  directly  from  equation  (14)  and  (16),  since  equation 
(16)  is  easily  integrated  in  this  case. 

Equation  (18)  is  plotted  in  Figure  40*  This  ordinate  is  Y and  the  abscissa 
is  X.  The  lower  graph  shows  the  trajectories  to  a distance  downstream  which  is 
twenty  times  the  distance  between  wires,  and  the  upper  graph  is  a ten  times 
enlargement  of  the  first  part  of  the  lower  graph.  The  corona  is  depicted  at 
the  origin,  and  the  outline  of  the  needle  used  for  the  data  of  Figures  34  through 


39  is  sketched  approximately  to  scale  in  heavy  lines.  The  inner  half  of  the 


Figure  40.  Ion  trajectories.  The  upper  graph  is  ten  times  the  scale  of  the 
lower.  The  heavy  lines  show  the  parts  of  the  probe.  The  parameter  is  the 
quantity  Dx  from  the  semi -empiri  cal  trajectory  equation.  The  dotted  lines  show 
the  effect  of  an  angle  of  attack  such  that  uy/ux  = ± 0.1.  The  corona  is  at  the 
origin  as  illustrated.  (Reference  4») 
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outer  wire  is  also  shown  approximately  to  scale  in  heavy  lines  at  the  top  of 
the  graphs. 

For  the  probe  used  for  the  data  of  Figures  34  through  39  on  curren't 
distribution  on  the  plates,  a^  was  0.0 16  inch,  a was  O.O3I  inch,  and  S was 

0. 281  inch  so  that  the  value  for  logA.  was  -4 *75 • At  the  surface  of  the  plates 

1. e.,  the  outer  wires,  y has  the  value  0,25  inch  so  that  along  this  plate 
equation  (18)  reduces  to 


x = 0.95D 

x 


(19) 


This  result  is  plotted  as  a 45°  line  in  Figure  41»  For  the  data  of  Figures 


34  through  39,  O.95D  was  calculated  from  the  experimental  data  on  V,  stagna- 
tion temperature  T , stagnation  pressure  p , and  static  pressure  p,  and  using 
o o 

equation  (2)  to  determine  k from  the  value  of  p which  was  computed  from  the 


Figure  41 • Experimental  justification 
of  the  ion  trajectory  equation.  'The 
45°  line  is  the  point  of  termination  of 
the  trajectories  as  predicted  by  the 
semi-empirical  trajectory  equation. 

The  experimental  points  are  the  esti- 
mated location  of  the  peaks  of  the  cur- 
rent distributions  on  the  plate. 
(Reference  4«) 


observed  data  by  means  of  the  isen- 
tropic  channel  flow  equations.  X 
was  taken  as  the  value  of  the  peak 
of  the  faired-in  current  distribu- 
tion curves  (Figures  34  through  39) • 
These  experimental  data  on  X vs.  0.95DX 
are  also  plotted  in  Figure  41»  The 
agreement  between  the  predicted  point 
of  arrival  of  the  ions  on  the  plate,  and 
the  experimental  data  on  the  location 
of  the  current  peaks  is  thus  seen  to 
be  fair.  It  is  within  the  experimental 
errors  of  measurement,  since  0.1-inch 
steps  were  used  in  measuring  the  current 
distribution.  This  agreement  is  the 
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more  remarkable  since  it  depends  upon  our  fortunate  choice  of  an  analytical 
model  of  electrodes  which  provide  a static  electrical  field  that  seems  to  give 
nearly  the  same  trajectory  as  the  true  electrical  field  which  varies  with  time 
and  the  space  coordinates  in  a very  complex  manner.  This  result  is  very 
encouraging  since  it  makes  possible  an  approximate  way  to  predict  the  perfor- 
mance of  a probe  when  used  in  flowing  air.  As  work  evolves,  it  will  be  worth- 
while to  examine  the  accuracy  of  this  semi-empirical  ion  trajectory  theory  in 
more  detail. 


B.  Model  III  Corona  Probe  for  Turbulence  Measurements 

Based  on  this  design  information,  we  have  designed  the  probe,  called  Model 
III,  which  is  shown  in  Figure  U2,  for  measurements  of  turbulence  in  air  flow, 
to  succeed  the  Model  II  probe  type  which  was  used  for  some  preliminary  turbu- 
lence measurements  discussed  in  Section  VI.  Hie  chisel-shaped  support  G for 
the  corona  point  H and  the  two  exploring  or  "sensing"  points  F is  of  l/16-OD, 
0.011-inch  ID,  pyrex,  capillary  tubing,  and  has  a platinum  coating  fired  to  the 
outer  corners  to  which  the  fine-wire  sensing  points  can  be  soldered.  This 
chisel  has  also  been  made  of  nylon  rod,  with  the  sensing  wires  cemented  to  its 
sides.  This  is  supported  by  the  larger  cone  C which,  in  turn,  mounts  on  a 
hollow  brass  tube  E.  This  tube  acts  as  a support  for  the  two  outer  plate 
electrodes  D,  as  an  electrical  conductor  to  them,  and  as  an  electrical  shield 
for  the  inner  leads  from  which  the  signal  will  be  observed. 

Figure  U3  is  a schematic  diagram  of  the  electrical  circuit  planned  for 
use  with  the  Jfodel  III  probe  of  Figure  1*2.  The  Madel  III  probe  itself  is  shown 
schematically  at  the  right.  The  two  outer  wires,  i.e.,  the  plate  electrodes, 
are  connected  together  and  go  to  one  side  of  the  voltage  supply,  which  is  indi- 
cated by  the  battery.  This  side  of  the  circuit  is  ordinarily  to  be  at  ground 
potential.  The  sensing  electrodes  connect  through  the  resistors  R , which 

y 

develop  the  signal  for  the  cross  component  of  velocity,  to  the  resistor  R^, 
which  develops  the  signal  for  the  longitudinal  component  of  velocity,  and  thence 
through  the  microammeter  I^  and  to  the  voltage  supply.  In  use,  the  voltage  V, 
indicated  by  the  tap  on  the  right  hand  side  of  the  battery,  is  raised  until  the 
desired  total  current,  as  read  by  the  microammeter  1^,  is  reached  (in  the 
vicinity  of  10  to  20  microamperes).  The  voltage  is  then  adjusted  until  1^ 
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Figure  k3 . Electrical  schematic  dia- 
gram of  Model  III  turbulence  probe. 
(Reference  U.) 


is  about  one -tenth  or  two-tenths  of 
I ' . In  practice,  it  is  necessary  to 
adjust  V and  V simultaneously.  The 
center  wire  G in  Figure  U2  is  movable 
in  a direction  parallel  to  the  air 
flow  and  can  be  set  near  the  position 
which  causes  the  expected  ion  tra- 
jectory as  determined  from  Figure 
I4.O  to  pass  near  or  slightly  ahead  of 
the  sensing  electrodes . When  is 
adjusted,  it  provides  control  over  the  electric  field  strength  near  the  tips 
of  the  sensing  electrodes,  and  this  distorts  the  ion  trajectories  somewhat 
from  the  normal  position.  The  actual  ion  motion  is  that  of  a cloud  of  ions 
which  centers  on  or  near  the  predicted  trajectory  and  diffuses  into  a larger 
and  larger  cloud  as  it  leaves  the  corona. 

Now  it  is  clear  from  the  data  of  Figure  UO  that  variations  in  Ux  will 
change  D in  the  same  proportion  and  cause  a corresponding  change  in  I,  so 

that  I is  a measure  of  variations  in  u , other  things  being  constant . The 
j x 

sensitivity  of  I to  changes  in  u can  be  computed  when  analytical  informa- 
i x 

tion  on  the  distribution  of  ions  in  the  ion  cloud,  which  constitutes  the  actual 
space  current,  is  known.  It  seems  likely  that  some  useful  analytical  informa- 
tion in  this  respect  can  be  evolved. 

When  there  is  a change  in  the  cross  component  of  turbulence  u^,  the  dashed 

curves  in  Figure  I4O  apply.  The  important  point  here  is  that  when  u shifts  the 

y 

trajectory,  say,  toward  the  plate  on  one  side  of  the  corona,  the  effect  will  be 


to  shift  away  from  the  plate  on  the  opposite  side.  Thus,  and  1^,  while 

nominally  equal  when  u is  zero,  will  differ,  and  a voltage  at  u in  Figure  I4.3 

y y 

will  be  developed  which  will  be  a measure  of  the  cross  component.  It  is  neces- 
sary to  make  one  of  the  two  resistances  R slightly  adjustable,  so  that  if 

y 

there  are  slight  differences  in  the  average  value  of  1^  and  1^,  the  effect  can 
be  balanced  out.  This  is  the  same  as  saying  that  the  separation  of  ux  and  u 
signals  can  be  accomplished  by  adjustment  of  this  resistor. 

The  situation  is  not  quite  so  simple  as  outlined  above . It  was  implicitly 
assumed  above  that  velocity  has  no  direct  effect  on  the  total  current . This  is 
approximately  true  at  low  velocity  but  velocity  becomes  important  independently 
at  higher  velocity,  as  shown  in  Figure  14i.  In  each  case  in  this  figure,  the 
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lower  of  the  pairs  of  curves  is  of 
special  interest  because  it  indicates 
the  effect  of  velocity  on  the  total 
current  1^  for  constant  density.  This 
data  was  taken  with  the  Model  II  probe 
shown  in  the  upper  rhs.  of  Figure  5?  in 
a l/2-inch  diameter  free  jet.  The  static 
density  varied  with  Mach  number.  To 
correct  for  this,  the  probe  was  calibrated 
in  still  air  over  a small  density  range 
near  the  values  realized  in  the  jet.  The 
data  as  taken  were  corrected  accordingly 
to  23°C,  7U9  mm  Hg,  resulting  in  the 
lower  set  of  curves . 

As  a result  of  these  investigations, 
it  appeared  reasonable  to  hope  that  in  a 
compressible  flow,  a single  such  instal- 
lation will  be  able  to  simultaneously  pro- 
vide measurements  of  density,  longitudinal 
velocity  variations,  and  one  of  the  cross 
components  of  velocity  variations,  with 
negligible  cross  coupling  among  the  terms, 
and  frequency  response  to  the  order  of  100  kc  or  more,  with  no  necessity  for 
frequency  compensation.  It  is  entirely  conceivable  that  a more  advanced  form 
of  the  Model  III  probe  could  have  another  set  of  outer  needles  D and  of  sensing 
electrodes  F in  a plane  parallel  to  the  flow  but  perpendicular  to  the  plane  of 
the  electrodes  of  the  Model  III  probe,  so  that  all  three  components  of  turbu- 
lence could  be  measured.  It  should  also  be  pointed  out  in  connection  with  the 
possibilities  of  measuring  turbulence  in  compressible,  and  even  in  supersonic 
flow,  that  for  low  turbulence  levels,  an  observer  moving  with  the  flow  would 
observe  turbulence  as  an  incompressible  flow  phenomenon  superimposed  upon  the 
main  flow.  Such  an  instrument  as  the  hot-wire  anemometer  necessarily  is  con- 
cerned in  part  with  stagnation  conditions,  but  the  corona  probe,  depending  as 
it  does  on  ion  motions  in  air  which  is  almost  completely  undisturbed  by  the 
presence  of  the  probe  itself,  may  be  expected  to  observe  low-level  turbulence 
in  compressible  flow  as  a constant-density  phenomenon. 


MACH  NUMBER 

Figure  UU.  Variation  of  corona 
voltage  with  Mach  number  at  con- 
stant values  of  total  current 
for  + and  - corona.  (Reference 

u.) 
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For  investigations  with  the  Model  III  probe,  the  probe  was  connected  as 
shown  in  Figure  45.  Two  power  supplies  were  used  so  that  the  sensing  needles 
could  be  operated  at  any  potential  from  the  center  needle  potential  to  plate 
needle  potential.  The  spacing  B was  chosen  at  35  mils.  By  use  of  the  curves 
on  Figure  40,  A was  chosen  for  a Mach  number  of  approximately  0.3.  The  sensing 

needles  were  made  of  3 -mil  wire  and 


Figure  45.  The  electrical  schematic 
diagram  of  the  Model  III  probe  for  the 
measurement  of  transverse  velocities. 
By  using  two  power  supplies,  it  was 
possible  to  operate  the  sensing  needles 
at  ground  potential  and  have  the  sens- 
ing needle  potential  at  any  value  with 
respect  to  plate  needle  and  center 
needle  potential. 


were  completely  insulated  except  for 
about  3 mils  of  the  tip.  This  made 
the  sensing  needles  approximately  a 
point  sensing  device  so  that  small 
changes  in  the  ion  beam  passing  over 
it  could  be  detected.  The  sensing 
needle  voltage  was  determined  as 
follows:  The  sensing  needles  were 
connected  to  an  electrostatic  volt- 
meter. The  center  needle  to  the 
outside  plate  needle  voltage  Was 
increased  until  the  operating  value 
of  total  corona  current  was  obtained. 
The  sensing  needles  then  assumed  the 
value  of  the  electric  field.  In 
operation  a voltage  of  50  to  100 
volts  higher  than  this  was  used  to 
obtain  the  desired  sensing  needle 
current . The  value  of  sensing 
needle  current  was  from  about  one- 
fifth  to  one-tenth  the  total  corona 
current . 

Calibrations  of  the  probe  were 
made  to  study  the  operation  of  the 


probe  and  its  sensitivity.  The  probe  was  mounted  in  the  3-inch  subsonic  wind 
tunnel  with  a mount  which  permitted  adjustment  of  the  angle  of  attack.  Initially, 
the  probe  was  set  at  zero  angle  of  attack,  and  the  Mach  number  was  increased 
until  the  sensing  probes  showed  a maximum  current.  The  ffech  number  was  then 
decreased  to  a value  below  this  so  that  the  ion  beam  was  then  passing  just  in 
front  of  the  sensing  probes.  This  maximum  was  fairly  broad  and  could  not  be 
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determined  accurately.  The  angle  of  attack  was  changed  and  the  corresponding 
changes  in  1^  and  were  noted.  This  change  in  the  angle  of  attack  gave  the 
approximate  effect  of  a transverse  velocity  proportional  to  the  angle  of  attack, 
placing  one  of  the  sensing  needles  in  a region  of  higher  ion  density,  and  the 
other  needle  in  a lower  ion  density.  If  the  angle  of  attack  is  small,  the 
change  in  the  longitudinal  velocity  is  small.  The  results  of  these  experiments 
were  inconclusive.  As  the  angle  of  attack  was  changed  from  zero  angle  to  about 
five  degrees,  the  current  in  the  sensing  needle  which  was  inserted  into  the  ion 
beam  decreased  instead  of  increased.  At  higher  angles  of  attack,  i.e.,  approxi- 
mately twenty  degrees,  the  probe  performed  as  expected  with  the  sensing  needle 
current  increasing  for  the  one  which  was  inserted  into  the  region  of  higher  ion 
density.  The  results  of  these  tests  are  shown  in  Figure  1+6.  Hie  lack  of 
symmetry  in  the  curves  for  positive  and  negative  angles  of  attack  is  probably 


Figure  1+6.  Plot  of  the  two  sensing 
needle  currents  vs.  angle  of  attack 
at  various  Mach  numbers. 


Figure  1+7.  Plot  of  the  two  plate  cur- 
rents vs.  angle  of  attack  at  various 
Mach  numbers  with  sensing  needles  left 
floating. 
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because  of  lack  of  symmetry  in  construction  of  the  probe.  To  study  the  probe 
further,  meters  I and  1^  were  then  inserted  into  the  plate  needle  circuits  as 
shown  in  Figure  U5*  The  sensing  needles  were  left  floating.  The  currents 
and  1^  vs . angle  of  attack  were  measured  with  constant  J&ch  number . It  was 
noted  the  two  currents  did  not  remain  constant  as  the  angle  of  attack  was 
varied.  In  the  design  of  the  Model  III  probe,  it  had  been  assumed  that  these 
two  currents  would  remain  practically  constant  because  these  needles  were 
extensive  in  the  downstream  direction.  The  current  division,  not  remaining 
constant,  had  the  effect  on  the  Model  III  probe  of  causing  the  ion  density  of 
the  beam  which  was  bent  closer  to  the  sensing  needle  to  become  smaller,  and 
the  ion  density  of  the  beam  which  was  bent  away  from  the  other  sensing  needle 
to  become  larger.  These  two  effects  apparently  combined  in  a complex  manner 
such  that  the  division  of  current  was  the  more  important  of  the  two  phenomena. 
It  was  noted  in  the  data  that  this  effect  was  dependent  only  on  the  transverse 
components  of  velocity  in  the  range  of  Mach  numbers  measured  and  not  on  the 
longitudinal  component.  1^  — 1^  was  also  linear  to  the  transverse  component 
of  velocity  in  the  range  that  was  measured  in  contrast  to  1^  - Ig.  Figure  Ltf 
is  a plot  of  Lj  — 1^  vs.  angle  of  attack. 


G.  IVbdel  IV  Corona  Probe  for  Turbulence  Measurements 

A new  probe,  the  Model  IV  probe,  was  then  constructed  to  make  use  of  the 
observed  division  of  current  between  the  outer  electrodes.  The  probe  as  shown 
in  Figure  1*8  is  essentially  the  Model  III  probe  without  the  two,  outside  plate 
needles.  The  two  plate  needles,  i.e.,  the  sensing  needles  on  the  Model  III 
probe,  were  made  of  10-mil  needles.  The  center  needle  to  plate  spacing  was 
35  mils.  The  schematic  diagram  of  the  experimental  setup  is  shown  in  Figure 
1|9.  A calibration  of  1^  and  Ig  vs.  angle  of  attack  at  various  Mach  numbers 
was  made.  The  data  are  shown  plotted  in  Figure  50.  The  results  are  very 
important  because  they  show  that  I^  — Ig  is  linear  with  respect  to  transverse 
components  of  velocity  over  the  range  measured.  This  was  similar  to  the  be- 
havior of  1^  and  1^  for  the  Model  III  probe.  Furthermore,  these  results  show 
that  1^  — Ig  is  essentially  independent  of  the  longitudinal  velocity  in  the 
range  measured.  On  the  other  hand,  1^  + Ig  is  sensitive  to  longitudinal 
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Figure  i*8.  Pfodel  IV  corona  probe  which  was 
used  in  the  subsonic  turbulence  tests.  The 
center  needle  to  plate  spacing  was  35  mils. 
The  tip  of  the  center  needle  was  made  of 
.3 -mil  platinum  wire. 


Figure  1$ . Electrical  schematic  diagram 
of  the  ffodel  IV  probe  shown  in  Figure 
1*8  for  the  measurement  of  transverse 
turbulence.  In  turbulence  measurements, 
the  meters  I,  and  L,  are  replaced  by- 
resistors  ana  the  output  is  taken  off 
from  points  x-x. 


velocity.  Thus,  if  resistors 
are  placed  in  the  two  plate 
needles  instead  of  the  two  meters, 
a transverse  component  of  velocity 
increases  the  voltage  across  one 
resistor  and  decreases  the  voltage 
across  the  other.  Thus  if  a dif- 
ferential output  is  taken  off  the 
probe  at  points  x-x  in  Figure  1*9, 
the  signal  is  sensitive  only  to 
the  transverse  component  of  velo- 
city. A change  in  density  either 
increases  or  decreases  the  total 
current  and  thus  affects  the 
signals  in  each  plate  needle 
circuit  the  same  amount.  Thus 
at  zero  angle  of  attack,  there 
can  be  no  sensitivity  of  the 
1^  — Ig  signal  to  density,  so 
that  density  is,  at  worst,  a 
second  order  effect  for  the 
signal . 

It  is  important  to  note 
that  the  Madel  IV  probe  is 
capable  of  measuring  the  same 
information  as  the  Model  III 
probe.  By  providing  another 
set  of  plate  needles  at  right 
angles  to  the  present  set  with 
currents  I,  and  I.  , one  would  be 
able  to  measure  both  components 
of  transverse  velocity.  All  the 
current  passing  from  the  center 
needle  is  not  picked  up  by  the 
plate  needles.  By  properly 
insulating  a part  of  the  plate 
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needles,  a significant  percentage  of 
the  ions  is  blown  away  by  the  longi- 
tudinal velocity.  This  value  fluc- 
tuates according  to  fluctuations  in 
the  longitudinal  air  flow.  The  total 
current  is  primarily  a function  of 
density  so  all  three  values  of 
instantaneous  velocity  as  well  as  the 
instantaneous  density  can  be  measured. 
Separation  of  these  four  quantities 
may  be  fairly  complicated  in  general. 
However,  there  are  four  independent 
measurements  and  four  unknowns,  and 
therefore,  the  problem  can  be  solved 
for  the  four  unknowns.  In  this  qase, 
measurements  of  1^,  1^,  I-,  Iy  and 
1^  are  possible  and  the  unknowns  are 
the  three  components  of  velocity  and 
density.  There  is  a relation  among 
Ly  £>,  I y and  1^  due  to  the  symmetry 
of  the  probe,  and  therefore,  of  the 
five  measurements,  only  four  are 
independent.  1^  - and  1^  - 1^ 
measure  the  two  transverse  components 


Figure  50.  Plot  of  the  two  plate  cur- 
rents vs.  angle  of  attack  of  the  probe 
at  various  Jfech  numbers.  This  corres- 
ponds to  a static  calibration  of  the 
probe  to  transverse  components  of 
velocity. 


with,  at  worst,  second-order  coupling  effects.  Separation  of  the  longitudinal 


component  and  density,  although  possible,  needs  further  study. 


The  complete  probe  described  above  was  not  constructed.  It  was  more 


practical  to  experiment  with  the  simpler  probe,  which  has  only  three  electrodes 
for  measuring  only  one  transverse  component,  and  to  compare  this  type  with  the 
hot-wire. 


D.  Failure  of  the  (Corona  Wire  Due  to  Air  Loads 

Another  result  important  in  the  design  of  probes  for  air  flow  tests  is 
the  effect  of  air  loads  in  bending  over  the  small  center  needle  (Reference  3). 
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LENGTH,  MM. 


t 


Figure  5l.  Length  of  wire  at  which  the 
wire  will  bend  over  when  pointing  up- 
stream. The  wide  scatter  is  probably 
largely  due  to  slight  inaccuracies  in 
pointing  the  wire  parallel  to  the  air- 
stream.  For  the  air  stream,  theQStatic 
pressure  is  one  atm  and  Tq  is  2yC . 
(Reference  3 • ) 


In  these  tests  a needle  of  a given 
length  was  pointed  upstream.  The 
Mach  number  for  which  the  needle 
bent  over  was  noted.  The  test  was 
performed  in  a l/2-inch  free- jet 
wind  tunnel  which  exhausted  to  the 
atmosphere.  The  data  as  shown  in 
Figure  51  scatters  badly  and  this 
probably  results  from  the  difficulty 
of  mounting  the  wire  parallel  to 
the  airstream.  In  normal  operation, 
however,  the  length  of  the  wire  may 
be  chosen  much  shorter  than  the 
maximum  length  predicted  by  Figure 
51.  For  positive  corona,  such 
short  lengths  are  satisfactory  be- 
cause the  rate  of  disintegration  is 
negligible.  For  negative  corona, 
such  short,  permissible  wire  lengths 
necessitate  relatively  frequent 
wire  renewal. 


SECTION  VI 

TURBULENCE  MEASUREMENTS 

Some  data  on  a preliminary  study  of  the  use  of  corona  in  measuring  turbu- 
lence were  discussed  in  our  last  previous  report  (Reference  k) • Our  recent 
studies  of  velocity  sensitivity  have  thrown  new  light  on  the  subject  of  the 
application  of  the  corona  to  turbulence  measurement.  The  present  report  gives 
similar  data  taken  with  a better  understood  type  of  probe.  These  new  data 
compare  favorably  with  hot-wire  anemometer  turbulence  measurements. 

The  earlier  experiment  was  set  up  in  the  following  manner.  A l/l6-inch 
Lucite  cylinder  was  placed  across  the  exit  of  a l/2-inch  free  jet.  A Model  II 
corona  probe  was  then  traversed  normal  to  the  air  flow  through  the  turbulent 
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wake  of  the  Lucite  cylinder  along  a path  0.1$  inch  downstream  of  the  center 
line  of  the  cylinder.  A load  resistor  was  placed  in  the  plate  circuit  of  the 
corona  probe  and  coupled  into  the  input  of  an  amplifier  as  shown  in  the 
schematic  diagram  of  Figure  $2.  The  amplifier  had  a gain  of  900  and  a rather 
sharp  cutoff  frequency  response  from  800  cycles  to  $0  kc.  The  output  of  the 
amplifier  was  observed  with  a Ballantine  Model  300  Voltmeter.  The  probe  was 
placed  in  the  free  stream  to  the  side  of  the  wake  and  the  voltage  resulting 
from  the  free  stream  turbulence  was  observed.  The  corona  background  noise  was 
much  lower  than  this  free  stream  turbulence  signal.  As  the  probe  passed  behind 
the  cylinder,  the  AC  turbulence  voltage  increased.  The  ratio  of  the  turbulence 
voltage  behind  the  cylinder  (E)  to  the  free  stream  voltage  (E1)  was  plotted  in 
Figure  $2.  A hot-wire  anemometer  was  then  set  in  the  air  stream  in  place  of 
the  corona.  The  same  procedure  was  used  and  the  ratio  of  cylinder  turbulence 
to  the  free  stream  turbulence  for  the  hot-wire  anemometer  was  found  and  plotted 


in  the  same  figure. 


Figure  $2.  Preliminary  measurements  in  turbulent  air  flow  with  a Model  II  corona 
probe.  At  the  upper  right  is  a sketch  of  the  l/2-inch  diameter  free  jet  with  a 
l/16-inch  Lucite  cylinder  across  its  exit,  and  with  the  Model  II  corona  probe  in 
the  wake  of  this  cylinder.  Below  this  is  the  electrical  schematic  diagram.  At 
the  left  is  a comparison  between  the  wake  survey  with  a hot-wire  anemometer  and 
with  the  corona  probe,  for  a position  0.1$  inch  downstream  of  the  centerline  of 
the  cylinder. 
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A better  explanation  for  the  apparent  difference  in  the  hot-wire  anemometer 
and  the  corona  curves  of  Figure  52  is  now  possible.  A single  hot-wire  parallel 
to  the  Lucite  cylinder  and  normal  to  the  flow  was  used.  Thus  the  hot-wire  was 
measuring  the  longitudinal  fluctuations  of  the  turbulence.  In  the  light  of 
present  experiments,  the  corona  was  primarily  sensitive  to  the  transverse 
fluctuations  parallel  to  the  cylinder  while  retaining  considerable  sensitivity 
to  the  longitudinal  fluctuations.  The  transverse  fluctuations  parallel  to 
cylinder  are  small.  Thus  the  Model  II  probe  was  poorly  adapted  to  these  measure- 
ments. It  is  expected  that  if  the  experiment  were  repeated  with  a Model  IV 
probe,  much  better  corona  results  could  be  obtained.  Further  comment  on  the 
use  of  the  Model  II  probe  is  difficult  because  it  had  only  one  plate  needle. 

The  92-mil  spacing  was  also  important,  as  mentioned  in  the  discussion.  Present 
probe  models  have  used  a spacing  of  35  mils  which  is  still  not  considered  a 
lower  limit.  Thus  as  the  spacing  used  was  comparable  to  the  eddy  size,  the 
Model  II  probe  was  surely  not  measuring  the  finer  detail  of  the  turbulence. 
During  the  past  year  the  measurement  of  turbulence  with  a corona  discharge 
probe  has  been  placed  on  much  firmer  ground,  and  the  method  of  operation  of  the 
probe  is  now  more  clearly  understood. 

The  experiments  which  are  described  below  were  made  with  Model  IV  probe 
as  described  in  Figures  1+8  and  1+9 - We  concentrated  on  measurements  of  the 
transverse  component  since  it  is  relatively  well  separated  from  density  varia- 
tions and  the  two  other  components  of  velocity.  Since  the  setup  for  all  of 
the  turbulence  measurements  of  the  transverse  component  is  basically  the  same, 
it  will  be  explained  here.  The  arrangement,  shown  in  Figure  1+9,  was  used  for 
the  calibration  of  the  probe  for  transverse  components  of  velocity.  The  meters 
1^  and  Ip  are  replaced  by  two  resistors  and  a differential  amplifier  (measur- 
ing 1^  — Ip)  is  connected  to  the  points  x-x.  It  should  be  noted  that  this 
type  of  hookup  is  sensitive  to  a transverse  component  of  velocity  and  is 
insensitive  to  total  current  changes  as  discussed  earlier.  The  plane  of  the 
three  needles  will  be  referred  to  in  the  future  as  the  sensitive  plane  of 
this  type  of  corona  probe.  When  an  amplifier  is  connected  to  measure  1^  and 
Ip,  the  longitudinal  component  in  this  plane  can  be  measured,  at  least  for 
the  case  of  constant -density  turbulence. 

For  the  first  investigations  with  Model  IV  probes,  two  probes  were  con- 
structed with  different  spacings  to  determine  which  region  of  the  corona  is 
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sensitive  to  velocity  variations.  One  of  the  probes  had  a spacing  of  35  mils 
from  the  center  needle  to  each  of  the  two  outside  plates.  The  second  probe 
had  a spacing  of  ?/8ths  of  an  inch  from  the  center  needle  to  each  of  the  two 
outside  needles.  The  two  probes  were  mounted  in  our  3-inch  subsonic  wind 
tunnel,  six  diameters  behind  the  center  line  of  a l/2-inch  cylinder  placed 
normal  to  the  flow.  The  Mach  number  was  0.2  and  the  corona  current  it  p amp. 

The  oscillograms  of  Figure  53  show  the  probe  response.  It  can  be  seen  that 
the  sensitive  region  involves  most  of  the  gap,  because  the  probe  with  the  wide 
spacing  does  not  respond  to  the  small  variations,  but  does  pick  up  very  clearly 
the  lower  fundamental  frequency  of  the  Karman  vortex  street  that  is  generated 
behind  the  l/2-lnch  cylindrical  rod.  On  the  other  hand,  it  is  quite  clear 
that  the  small  probe  measures  disturbances  which  have  dimensions  much  smaller 
than  the  smallest  disturbance  sensed  by  the  large  probe,  as  expected. 


Comparison  of  large  Model  IV 
probe  (A)  and  small  Model  IV 
probe  (B)  mounted  6 diameters 
behind  a 1/2 -inch  diameter 
cylinder,  Mach  number  0.2, 
total  corona  current  it  p amp, 
and  a sweep  speed  of  }00  p 
sec/d iv. 


Comparison  of  large  Model  IV 
probe  (C)  and  small  Model  IV 
probe  (D)  measuring  the  in- 
stantaneous change  in  velocity 
behind  a shock  wave,  Mach  num- 
ber 0.1,  total  corona  current 
1*  p amp,  and  a sweep  speed  30 
u sec/div.  A shock  tube  break- 
ing pressure  of  U psi  was  used, 
giving  a transverse  velocity  of 
approximately  100  ft/sec. 


Figure -53.  The  effect  of  center-needle  to  plate-needle  spacing  on  the 
frequency  response  of  the  corona  to  turbulence  fluctuations.  The 
large.  Model  IV  probe  center-needle  to  plate-spacing  was  0.875  inch 
while  the  small,  Model  IV  probe  spacing  was  0.035  inch. 


A second  and  more  fundamental  method  was  then  carried  out  to  find  more 
information  about  the  sensitive  region.  A shock  tube  was  mounted  in  the  side 
of  the  3-inch  subsonic  wind  tunnel  so  that  the  air  behind  the  shock  wave  created 
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Figure  54.  Photograph  of  equipment  used  in  the  hot-wire  and  corona  correlation 
tests.  The  3-inch  enclosed  free- jet  wind  tunnel  with  vertically-downward  flow 
is  at  the  left  background,  and  the  shock  tube  is  the  long  projection  to  the 
right  of  the  tunnel. 

a transverse  component  of  velocity.  The  wind  tunnel  may  be  seen  in  Figure  54> 
as  the  large  vertical  cylinder  at  the  left  background.  The  wooden  entrance 
bellmouth  is  at  the  top  and  the  flow  is  vertically  downward.  Power  is  supplied 
by  suction  from  the  ejector  at  the  bottom.  It  is  an  enclosed,  free-jet  type 
of  tunnel.  The  shock  tube  is  the  long,  horizontal  attachment  just  below  and 
to  the  rigjht  of  the  entrance  bellmouth.  Thus  we  had  an  accurate  device  for 
study  of  the  transient  response  of  the  probe  for  reproducible  transverse  velo- 
city transients  . It  is  possible  to  have  a wide  range  of  transverse  velocities 
for  any  longitudinal  velocity  of  the  wind  tunnel. 

Behind  the  shock  wave  there  is  also  a density  change  which  was  discussed 
before  in  Section  IV.  For  the  transverse  velocity  measurement,  this  density 
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variation  was  very  simply  separated  from  the  measurements  as  previously  des- 
cribed. As  discussed  in  Section  IV,  the  density  sensitivity  is  localized  in  a 
very  small  region  about  the  center  needle.  Thus  a change  in  density  only 
decreases  the  total  current.  The  currents  to  the  plate  needles  were  originally 
equal,  and  are  simultaneously  decreased  but  remain  equal  to  each  other.  It  was 
found,  by  a simple  calibration  test,  that  the  density  could  change  over  wide 
limits  and  the  two  currents  would  remain  equal.  For  large  total  current  reduc- 
tions, however,  it  is  possible  that  there  is  some  loss  in  the  sensitivity  to 
the  transverse  velocity  components,  other  factors  remaining  constant.  This 
should  be  a second-order  effect,  however,  and  is  demonstrated  by  oscillograms 
later  in  this  section. 

Two  oscillograms,  Figures  53-C  and  53-D,  were  taken  with  the  corona  probe 
pointing  upstream  and  the  sensitive  plane  perpendicular  to  the  shock  front 
coming  from  the  shock  tube.  For  this  test,  the  pressure  in  the  high-pressure 
chamber  of  the  shock  tube  was  6 psi  above  the  pressure  on  the  low-pressure  side 
of  the  shock  tube.  The  Mach  number  was  0.2  and  the  total  corona  current  was  k 
p amp.  The  oscilloscope  sweep  speed  was  30  u sec/div.  The  response  of  the 
large  probe  was  very  similar  to  the  small  probe  except  that  it  hao  a much 
slower  response  time.  The  time  required  for  the  large  corona  probe  to  go  to 
the  new  condition  after  the  shock  wave  has  passed  over  is  about  110  p sec, 
which  is  the  time  it  takes  the  shock  wave  to  cross  the  gap  between  the  two 
plate  needles.  Thus  the  whole  gap  between  the  two  plate  needles  is  the  sensi- 
tive region  for  velocity  variations.  However,  the  response  is  most  steep  near 
the  center  of  the  probe,  showing  that  the  velocity  sensitivity  is  greatest 
here.  The  small  probe  gave  a much  more  rapid  response  as  the  step  function  of 
velocity  passed  over  it.  The  shock  wave  crossed  the  gap  in  approximately 
8 p sec,  in  agreement  with  the  oscillogram,  so  that  this  is  the  limiting 
factor  in  this  case  also. 

The  hot-wire  and  the  corona  probe  were  then  mounted  six  diameters  behind 
the  l/2-inch  cylinder  in  the  wind  tunnel.  The  probes  were  placed  l/2-inch 
apart  and  were  positioned  on  a line  parallel  to  the  axis  of  the  cylinder.  The 
sensitive  plane  of  the  corona  was  normal  to  the  axis  of  the  cylinder.  An  BXM 
type  of  hot-wire,  shown  in  Figure  55,  was  used  so  that  it  would  measure  the 
same  component  of  velocity  the  corona  probe  was  measuring.  The  wires  were 
made  of  0.3-mil  platinum  wire,  120-mils  long.  They  were  crossed  at  an  angle 
of  60°  to  each  other  in  the  plane  of  the  flow,  and  this  plane  was  normal  to 
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the  cylinder.  Each  wire  was  at  30°  to  the  flow 
direction.  The  probe  was  very  similar  to  one 
described  in  Reference  kk.  Thus  both  probes 
measured  the  transverse  component  of  velocity 
which  is  normal  to  the  cylinder.  The  output 
from  the  hot-wire  amplifier  was  fed  into  the 
horizontal  amplifier  of  an  oscilloscope  while 
the  output  of  the  corona  was  fed  into  the  verti- 
cal amplifier.  A long-time  exposure  was  then 
taken.  The  result  is  an  ellipse,  as  shown  in 
Figure  56A,  the  "correlation  figure".  The  two 
amplifiers  were  checked  so  that  there  was  little 
phase  shift  at  frequencies  below  25  kc.  Above 
25  kc,  the  shift  resulted  from  the  cutoff 
characteristic  of  the  filters  in  the  hot-wire 
amplifiers.  Two  identical  corona  probes  were 
then  mounted  in  place  of  the  corona  and  hot- 
wire, and  another  correlation  figure  was  taken. 

This  picture  shown  in  Figure  56B,  between  corona 
and  corona  has  about  the  same  amount  of  correlation  as  the  hot-wire  and  the 
corona  in  Figure  56A.  Thus  at  these  frequencies,  the  hot-wire  and  the  corona 
appear  to  agree  fairly  well.  The  reason  that  the  correlation  patterns  between 


Figure  56.  Long-time  correlation  tests.  (A)  The  correlation  pattern  of  the  X- 
type  hot-wire  probe  and  the  Model  IV  corona  probe  mounted  l/2-inch  apart  and 
six  diameters  downstream  from  a 1/2 -inch  diameter  cylinder  at  Mach  number  0.2. 
The  hot-wire  signal  was  connected  to  the  horizontal  input  of  the  scope  while 
the  corona  was  connected  to  the  vertical  input.  (B)  The  correlation  pattern 
of  two  corona  probes  under  the  same  conditions. 


Figure  55.  X-type  hot-wire 
probe  used  in  turbulence 
measurements.  Wires  are  120 
mils  long  and  made  of  0.3- 
mil  platinum  wire.  The  probe 
was  slightly  damaged  before 
the  photo  was  taken. 
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corona  and  corona  are  not  better  is  characteristic  of  the  turbulence  which 

i i 

was  generated.  A Karraan  vortex  street  is  generated  behind  the  cylinder;  and 
if  the  Reynolds'  number  were  approximately  250,  the  vortex  pattern  would  be 
very  stable  and  nearly  two  dimensional.  The  Reynolds'  number  was  approxi- 

i i 

mately  3000  so  that  the  Karman  vortex  street  is  no  longer  two  dimensional. 

Thus  the  two  probes  were  not  seeing  the  same  vortex  pattern  and  could  not  be 
expected  to  correlate  perfectly. 

Because  the  vortex  street  was  not  strictly  two  dimensional,  single  trace 
pictures  of  hot-wire  and  corona  were  taken  instead  of  simultaneous  pictures. 
Figure  57-A,  B,  C,  D,  E,  F,  G,  and  H show  a comparison  of  hot-wire  and  the 
corona.  Figure  57 -A  and  B show  the  hot-wire  and  the  corona  measuring  the 
turbulence  six  diameters  behind  the  1/2 -inch  cylinder.  Similarity  in  these 
traces  is  evident.  The  hot-wire  has  a higher  noise  level  as  can  be  observed 
in  Figure  57-C  and  D.  The  sweep  speed  for  these  pictures  was  300  jj,  sec/div. 
Figure  57-E,  F,  G,  and  H are  the  same  pictures  as  above  except  that  the 
oscilloscope  sweep  rate  has  been  increased  to  50  ^ sec/div.  This  picture 
clearly  shows  that  most  of  the  higji  frequency  signal  variation  on  the  hot- 
wire sweep  results  from  the  noise  generated  in  the  hot-wire  amplifier.  Fur- 
thermore, the  hot-wire  amplifier  had  a rather  sharp  cutoff  at  25  kc  and  most 
of  the  high-frequency  variations  are  in  the  vicinity  of  100  kc,  and  therefore 
could  not  be  response  of  the  hot-wire  to  corresponding  velocity  fluctuations. 

The  hot-wire  and  the  corona  probes  were  then  mounted  in  the  3-inch  sub- 
sonic wind  tunnel  and  at  the  exit  of  the  shock  tube,  as  discussed  earlier. 

The  lab  setup  is  similar  to  that  shown  in  Figure  5U.  Figure  58-A,  B,  C,  D, 

E,  and  F show  the  corona  and  the  hot-wire  measuring  the  transverse  velocity 
transient  with  varying  values  of  longitudinal  velocities.  The  sensitive  planes 
of  the  corona  and  the  hot-wire  were  oriented  for  maximum  response  to  the 
transverse  velocity  transient  caused  by  the  shock  wave.  Figure  58-A  and  B 
show  the  case  of  a shock  wave  of  ii-psi  excess  pressure  with  the  Mach  number 
of  the  tunnel  set  at  0.05.  Figure  58 -C  and  D show  the  case  of  a shock  wave 
of  the  same  strength  with  the  Mach  number  of  the  tunnel  set  at  0.15.  Figure 
58-E  and  F show  a similar  case  except  that  the  Mach  number  of  the  tunnel  has 
been  increased  to  0.25.  The  gain  of  both  amplifiers  was  held  a constant  in 
all  the  pictures.  The  hot-wire  was  operated  at  constant  hot-wire  resistance. 
The  figure  shows  that  the  corona  response  remains  practically  constant  over 
this  range  of  longitudinal  velocity.  The  wavey  line  in  Figure  58-B  before  the 
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Figure  57.  Oscillograms  for  comparison  of  a corona  and  a hot-wire  mounted  six 
diameters  behind  a l/2-inch  diameter  cylinder.  Both  probes  were  measuring  the 
transverse  velocity  components.  The  Mach  number  was  0.2,  corona  current  was 
U (4-  amp,  and  hot-wire  current  was  100  milliamp.  Pictures  A,  C,  E,  and  G are 
hot-wire  measurements.  A is  the  turbulent  signal  with  a sweep  speed  of  300  y, 
sec/div.  C is  the  no-signal  trace  at  this  sweep  speed.  E and  F are  the  traces 
for  signal  and  no-signal  with  a sweep  speed  of  50  y,  sec/div.  B and  D are  the 
corona  traces  for  signal  and  no-signal  conditions  with  a sweep  speed  of  300  }± 
sec/div.  F and  H are  similar  to  B and  D except  the  sweep  speed  was  expanded 
to  50  jx  sec/div.  The  no-signal  condition  for  the  hot-wire  was  the  same  as  the 
signal  condition  except  there  was  no  hot-wire  current.  The  no-signal  condition 
for  the  corona  was  the  same  as  the  signal  condition  except  the  corona  voltage 
was  turned  down  until  there  was  no  corona  current . 


shock  results  from  an  acoustic  oscillation  in  the  wind  tunnel  with  a frequency 
of  15  to  20  kc . The  hot-wire  could  not  pick  up  this  sound  very  well  because 
it  was  barely  above  the  noise  level  of  the  hot-wire  amplifier.  The  rise  time 
of  the  corona  appears  to  be  limited  by  the  350-kc  frequency  response  of  the 
amplifier.  The  rise  time  is  so  small  on  this  picture  that  it  is  difficult 
to  make  an  accurate  calculation.  On  the  hot-wire  picture  it  is  easier  to  cal- 
culate the  frequency  response,  and  here  one  obtains  a value  of  about  Uo  kc 
which  is  about  the  limit  (actually  a little  higher)  for  which  the  hot-wire 
was  compensated.  One  notes  that  the  corona  and  hot-wire  wave  forms  are  not 
the  same  after  the  shock  wave  has  passed  over  the  hot-wire  and  corona  probes. 
From  the  hot-wire  response,  one  is  tempted  to  conclude  that  there  exists  a 
step  function  of  transverse  velocity  to  which  the  hot-wire  signal  is  a 
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Figure  58.  Oscillograms  for  comparison  of  the  corona  and  hot-wire  to  the  velo- 
city transient  associated  with,  a shock  wave.  The  shock -wave  velocity  was 
normal  to  the  wind  tunnel  flow.  The  breaking  pressure  for  the  shock  tube  was 
I*  psi  giving  a transverse  velocity  of  approximately  100  ft/sec.  In  this  set 
of  pictures,  the  variable  was  the  Mach  number  of  the  tunnel.  A and  B are  the 
hot-wire  and  corona  measurements,  respectively,  of  the  transverse  velocity  at 
0.05  Mach  number.  C and  D are  similar  pictures  for  0.15  Mach  number.  E and 
F are  similar  pictures  for  0.25  ffech  number.  The  gain  was  held  constant  for 
both  the  hot-wire  and  the  corona. 


reasonable  approximation.  As  was  pointed  out  to  us  by  Or.  Fredrick  (Oeiger, 
the  actual  velocity  transient  is  certainly  not  a step  function  outside  the 
end  of  the  shock  tube  because  of  rarefaction  initiated  at  the  tube  exit.  It 
is  noteworthy  that  qualitative  reasoning  predicts  the  approximate  form  shown 
by  the  corona  probe  trace.  This  type  of  experiment  is  well  worth  further 
study. 

Figure  59  is  an  oscillogram  of  the  shock  wave  passing  over  the  corona 
probe  after  the  probe  had  been  rotated  90°  about  its  axis.  The  probe  placed 
in  this  manner  should  be  insensitive  to  the  density  transient  and  to  the 
velocity  transient  from  the  shock  tube.  Figure  59  shows  that  this  is  approxi- 
mately so.  The  small  sine  wave  type  of  disturbance  following  the  shock  wave 
is  of  undetermined  origin.  When  the  corona  probe  was  rotated  180°  about  its 
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axis,  it  was  found  that  the  trace  is 
inverted.  Thus  the  disturbance  is 
inherent  in  the  tunnel  and  the  distur- 
bance is  actually  present  as  a transverse 
velocity  component  in  the  sensitive  plane 
of  the  probe.  The  overall  gain  and  sweep 
speed  of  this  figure  and  the  corona  pic- 
tures shown  in  Figure  58  are  the  same, 
so  that  the  sensitivity  plane  of  the 
corona  is  well  defined  with  very  little 
interrelation  among  transverse  components, 
longitudinal  components  and  density  variations  under  the  conditions  of  these 
experiment  s . 

The  final  phase  of  experimentation  with  the  corona  probe  was  to  operate 
the  probe  in  supersonic  turbulence.  Experiments  were  made  in  a small  tunnel 
with  a test  section  1.75  inches  by  2 inches.  The  Mach  number  was  3.1.  The 
stagnation  pressure  was  165  psi 
absolute,  and  the  stagnation  tem- 
perature varied  from  68°  to  75°F. 

The  Model  IV  probe  used  is  shown  in 
Figure  60.  The  probe  was  mounted 
on  a diamond  shaped  strut  which 
fastened  to  a brass  window  in  the 
test  section  of  the  tunnel.  The 
center  needle  to  plate  spacing  was 
33  mils.  The  plate  needles  were 
constructed  of  10-mil  steel  needles 
instead  of  10-mil  platinum  wires 
used  in  the  subsonic  experiments. 

This  made  the  probe  more  rugged  so  that  it  would  stand  the  heavier  air  loads. 
The  center  needle  was  made  of  0.3-mil  platinum  wire.  Approximately  1 mil  of 
the  0.3-mil  platinum  wire  was  exposed.  All  the  supersonic  experiments  were 
taken  with  this  one  wire.  The  experiments  were  performed  with  positive  corona 
as  usual  because  there  is  no  burning-off  of  the  needle  and  less  dust  collects 
on  the  needle.  In  all  the  air  flow  experiments,  however,  no  trouble  was 
encountered  with  dust . 


Figure  60.  The  Model  IV  corona  probe 
used  in  the  measurement  of  supersonic 
turbulence.  Center  needle  to  plate 
spacing  was  33  mils.  The  center  needle 
was  made  of  0.3-mil  platinum  wire . 


Figure  59.  An  oscillogram  showing 
the  ability  of  the  corona  to  reject 
velocity  transients  normal  to  its 
sensitive  plane.  This  figure  had 
the  same  operating  conditions  as 
Figure  57 -D  except  the  probe  was 
rotated  90  on  its  axis. 


WADC  TR  53-1U2 


73 


Two  types  of  data  were  taken.  In  one  case  the  free-stream  turbulence 
level  of  the  tunnel  was  measured.  Here  again  only  the  transverse  components 
of  turbulence  were  measured  to  the  first  approximation  as  discussed  previously. 
It  is  expected  that  this  probe  would  have  had  a relatively  large  sensitivity 
to  longitudinal  fluctuations  because  UO  percent  of  the  total  current  was 
washed  away  from  the  plate  needles  at  this  high  velocity.  Measurement  of 
longitudinal  velocity  was  not  attempted.  In  the  second  case,  a l/8-inch  rod 
was  placed  normal  to  the  air  flow  eigjit  diameters  in  front  of  the  corona  probe. 
By  placing  the  rod  this  far  in  front  of  the  probe,  the  air  stream  regains  super- 
sonic velocity  in  the  wake  and  probably  approaches  the  free  stream  Mach  number 
again. 


Figure  61.  Oscillograms  of  corona  measurements  of  turbulence  in  super- 
sonic air  flow  of  Mach  number  3*1.  P was  16£  psi,  T was  approximately 
73°F.  A and  C are  the  free-stream  turbulence  fluctuations  at  sweep 
speeds  of  50  ^ sec/div  and  20  ^ sec/div,  respectively.  B and  D are 
similar  to  A and  C except  an  l/8-inch  bar  was  placed  eight  diameters 
in  front  of  the  probe  normal  to  the  air  flow. 


The  data  are  shown  in  Figure  61.  Figure  61-A  and  C show  the  free  stream 
turbulence  without  the  bar  in  place.  In  all  the  pictures,  the  overall  gain 
was  held  constant.  In  Figure  6l-A  the  oscilloscope  sweep  speed  was  50  ^ sec/ 
div,  while  in  Figure  6l-C  the  sweep  speed  was  increased  to  20  sec/div.  Small 
variations  were  clearly  visible . At  times  this  level  was  approximately  higher 
by  a factor  of  two,  but  these  pictures  are  representative  of  typical  conditions. 
Figure  6l-B  is  with  the  l/8-inch  cylinder  in  place  and  with  an  oscilloscope 
sweep  speed  of  $0  ji  sec/div;  while  in  Figure  61-D  the  sweep  speed  was  increased 
to  20  ^ sec/div.  By  comparing  the  four  pictures,  one  notes  an  increase  in  both 
the  frequency  and  the  amplitude  of  the  turbulent  level  when  the  cylinder  is  in 
place.  Biere  also  appears  to  be  a tendency  toward  regular  variation  of  the 
trace  as  can  be  seen  in  Figure  61-D.  This  variation  has  a frequency  of 
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approximately  70  kc  which  is  comparable  to  the  vortex  frequency  which  would 
be  predicted  by  application  of  simple  subsonic  theory.  The  corona  still 
resolves  the  very  fine  grain  of  the  turbulence.  By  noting  Figure  61 -D,  one 
can  observe  fluctuations  as  small  as  0.1  of  a division.  This  would  give  the 
corona  a frequency  response  of  approximately  500  kc.  It  was  known  that  the 
half- power  point  of  the  input  amplifier  was  U00  kc;  but  as  this  single  stage 
amplifier  fed  into  an  amplifier  whose  half-power  point  is  20  megacycles,  the 
gain  at  500  kc  was  still  quite  good. 

An  interesting  calculation  can  be  made  if  one  assumes  the  larger  more 
regular  variations  in  Figure  6l-D  to  be  eddies,  then  a value  of  the  eddy  size 
can  be  calculated.  The  assumed  eddies  pass  the  probe  in  times  of  10  to  20 
^ seconds.  The  velocity  of  the  air  under  these  conditions  is  approximately 
2000  ft/sec.  This  gives  a value  of  the  eddy  size  of  0.2  inches.  The  smaller 
variations  could  be  eddies  of  even  small  dimensions.  This  value  appears 
reasonable  since  the  cylinder  which  created  the  turbulence  had  a diameter  of 
1/8  inch.  The  fluctuations  of  0.1  division  in  the  trace  correspond  to  eddies 
of  about  0.0U  inch  which  is  the  order  of  the  probe  size  and  would  represent 
the  minimum  resolution  of  this  probe. 

Several  experiments  were  performed  to  make  certain  that  the  signal  picked 
up  was  not  produced  by  mechanical  vibrations  or  amplifier  noise.  When  the 
wind  tunnel  was  in  operation,  the  corona  voltage  was  raised  to  a point  just 
below  the  corona  onset  potential.  The  amplifier  was  set  at  the  gain  used  in 
taking  the  pictures  shown  in  Figure  61.  For  these  conditions  the  oscilloscope 
trace  showed  no  signal.  The  background  noise  from  the  corona  pulses  do  not 
show  on  these  traces,  because  corona  pulses  for  this  sweep  speed  and  amplifier 
frequency  response  would  appear  as  very  sharp  spikes.  Figure  21  shows  some 
representative  corona  pulses  at  approximately  the  same  sweep  speed.  In  this 
case,  however,  the  pulses  were  greatly  spread  out  by  reducing  the  frequency 
response  in  order  to  obtain  better  photographs  of  the  pulses.  Thus,  we  con- 
clude that  the  signal  can  only  be  attributed  to  supersonic  turbulence. 

There  are,  however,  many  things  which  can  and  should  be  done  to  examine 
more  completely  the  operation  of  the  probe  at  supersonic  velocities,  and  a 
systematic  investigation  is  planned. 

From  the  experiments  in  supersonic  air  flow,  the  corona  appears  to  be 
measuring  transverse  fluctuations  in  the  flow.  Its  frequency  response  appears 
to  be  in  excess  of  500  kc  for  this  application. 
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The  probe  is  mechanically  strong  and  does  not  appear  to  be  affected  by 
vibrations.  The  probe  is  small,  the  size  could  be  reduced  still  further  for 
some  applications.  As  the  two  outside  needles  are  at  approximately  ground 
potential,  the  probe  should  perform  successfully  for  boundary  layer  work.  If 
the  tunnel  wall  is  made  of  insulated  material,  tests  could  be  made  within  per- 
haps 0.01  inch  of  the  wall.  Even  with  metal  walls,  it  appears  that  data  can 
be  obtained  within  30  mils  from  the  wall,  however,  this  point  requires  further 
investigation. 


SECTION  VII 
INSTRUMENTS 

Some  of  the  instruments  used  in  making  these  measurements  were  designed 
by  us  to  serve  special  needs  and,  in  some  cases,  were  not  obtainable  com- 
mercially. 

To  measure  voltage  in  the  corona  investigations,  two  voltmeters  were  con- 
structed. A circuit  diagram  is  shown  in  Figure  62.  The  resistors  used  were 
either  IRC  type  MVJ  or  Resistance  Products  Company  type  BBF.  They  have  rather 
low  temperature  coefficients,  especially  low  voltage  coefficient,  and  are 
stable.  The  resistors  vary  a maximum  of  3 percent  under  high  humidity  but 
return  to  the  original  value  when  the  humidity  is  normal.  We  use  silica  gel 
in  the  instrument  box  to  keep  them  dry.  The  resistors  vary  a maximum  of  2 
percent  with  aging.  All  the  values  were  accurately  determined  by  a 5-dial 
Leeds  and  Northrup  Wheatstone  Bridge.  Twenty  megohms  was  the  largest  indi- 
vidual value  used  so  that  all  resistors  would  have  voltages  low  enough  to 
avoid  excessive  resistance  changes  caused  by  the  voltage  coefficient.  Twice 
as  many  resistors  as  needed  were  obtained  and  combinations  were  chosen  from 
this  group  of  measured  resistors,  which  were  within  0.005  percent  of  the 
values  given  in  Figure  62.  A straight  line  was  passed  through  zero  and  the 
calibration  points  for  the  upper  half  of  the  meter  calibration.  The  slope  of 
this  line  was  adjusted  to  U5°  by  means  of  a shunting  resistor  as  shown  in 
Figure  62.  This  requires  that  the  meter  sensitivity  be  equal  to  or  higher 
than  the  desired  value.  The  current  calibrations  were  made  by  means  of  a 
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precision  potentiometer,  an  accurately  known  resistor,  and  a variable  voltage 
supply.  Series  resistance  of  the  meter  is  negligible  even  at  the  lowest  volt- 
age used  so  no  adjustment  of  the  series  resistance  was  necessary.  The  meters 
used  were  Triplett  #U20,  0 to  50  p.  amp  with  about  a It-inch  scale  length.  The 
terminals  were  2-inch,  porcelain,  feed-thru  bushings  mounted  in  a Lucite  panel, 
and  the  resistors  were  suspended  from  these  terminals.  The  accuracy  of  the 
meters  is  considered  to  be  better  than  2 percent  on  all  ranges,  since  J4.O  per- 
cent of  full  scale  is  the  lowest  reading  used. 


Figure  62.  Schematic  diagram  of  special 
multi-range,  high-voltage  voltmeter. 
(Reference  U.) 


Figure  63.  Schematic  diagram  of  the 
10-KV  power  supply.  ^Reference  U.) 


The  circuit  diagram  for  our  power  supplies  is  shown  in  Figure  63.  The 
supply  has  a Variac  in  the  high  voltage  primary  for  coarse  control,  and  another 
Variac  with  6.3  volt  transformer,  as  shown,  for  fine  control.  The  power  sup- 
plies are  constructed  so  that  either  the  plus  or  minus  side  of  the  supply  can 
be  grounded,  making  it  simple  to  switch  from  positive  to  negative  corona. 

There  is  also  a third  position  on  this  switch  which  grounds  both  output 
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terminals  to  make  it  safe  to  work  on  the  circuit  without  turning  off  the  power 
supply.  The  power  supplies  principally  used  were  supplied  by  Condenser  Pro- 
ducts Company,  Chicago,  Type  PS-10. 

For  measuring  small  currents  a portable  reflecting  type  galvanometer  was 
used  (Rubicon  Company,  Philadelphia,  Catalog  No.  3U01H).  These  galvanometers 
were  provided  with  external  shunts  which  were  chosen  to  give  10  jj,  amp  full 
scale.  This  also  provided  approximately  critical  damping.  The  Shallcross 
Company  constructed  an  accurate  Ayrton  Shunt  to  our  specifications  for  use 
with  these  galvanometers  which  provided  full  scale  ranges  of  10,  30,  100,  300, 
1000,  and  3 000  ^ amp. 

In  cases  where  higher  sensitivity  was  required,  i.e.,  in  the  range  of 

10  ^ to  IQ'10  amp,  a battery-operated  Keithley  I'fodel  200  electrometer  (Keithley 

Instruments,  Cleveland)  has  proved  valuable.  The  instrument  has  two  ranges  of 

2 and  20  volts.  The  input  impedance  without  a shunt  is  approximately  10"^ 

ohms,  making  it  capable  of  measuring  currents  to  10  amp.  Shunts  were  made 

-ii  —9 

for  it  so  that  it  covers  the  range  of  currents  from  5 x 10  4 to  k x 10  7 amp 
full  scale.  At  the  very  small  currents,  the  input  impedance  of  the  electronic 
microammeter  is  high.  Therefore,  care  must  be  taken  so  that  there  are  no 
leakage  paths  around  it.  It  is  possible  to  run  both  terminals  above  ground 
with  this  meter,  which  is  advantageous  at  times.  If  the  potential  is  too  great 
there  is  trouble  with  leakage  to  ground,  etc.  All  our  galvanometers  and  shunts 
were  carefully  checked  and  the  errors  are  less  than  2 percent  for  all  ranges. 

A small  pulse  amplifier  was  constructed  for  use  as  a pre-amplifier  for 
our  Tektronix  5l3~D  oscilloscope  to  facilitate  observation  of  the  corona  pulses 
Its  half -power  points  are  at  100  cps.  and  20  me.  The  gain  is  about  35  for  the 
midband  range.  The  output  is  a cathode  follower  which  has  an  output  impedance 
of  100  ohms. 
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